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The quality of medical scanner data is often compromised by several 
mechanisms. This can be caused by both the subject to be measured and 
the scanning principles themselves. In this PhD project the problem of 
subject motion was addressed for Single Voxel MR Spectroscopy in a 
cohort study of preterm infants. In Iodine-123 SPECT the problem of 
downscatter was addressed. This thesis is based on two papers. 
 
Paper I deals with the problem of motion in Single Voxel Spectroscopy. 
Two novel methods for the identification of outliers in the set of repeated 
measurements were implemented and compared to the known mean and 
median filtering. The data comes from non-anesthetized preterm infants, 
where motion during scanning is a common problem. Both the novel 
outlier identification and the independent component analysis (ICA) 
perform satisfactory and better than the common mean and median 
filtering. ICA performed best in the sense that it recovered most of the 
lost peak height in the spectra. 
The ICA motion correction algorithm described in paper I and in this 
thesis was applied to a quantitative analysis of the Single Voxel 
Spectroscopy data from the cohort study of preterm infants. This analysis 
revealed that differences between term and preterm infants are not to be 
found in the concentrations of Lactate (caused by inflammation or 
hypoxia-ischemia) and/or NAA (caused by hypoxia-ischemia) as 
hypothesized before the cohort study. Instead choline levels were 
decreased in the preterm infants, which might indicate a detrimental 
effect of the extra-uterine environment on brain development. 
 




Paper II describes a method to correct for downscatter in low count 
Iodine-123 SPECT with a broad energy window above the normal 
imaging window. Both spatial dependency and weight factors were 
measured. As expected, the implicitly assumed weight factor of one for 
energy windows with equal width is slightly too low, due the presence of 
a backscatter peak in the energy spectrum coming from high-energy 
photons. The effect on the contrast was tested in 10 subjects and revealed 
a 20% increase in the specific binding ratio of the striatum due to 
downscatter correction. This makes the difference between healthy 
subjects and patients more profound. 
Downscatter in Iodine-123 SPECT is not the only deteriorating 
mechanism. Normal scatter compromises the images quality as well. 
Since scatter correction of SPECT-images also can be performed by the 
subtraction of an energy window, a method was developed to perform 
scatter and downscatter correction simultaneously. A phantom study has 
been performed, where the in paper II described downscatter correction 
was extended with scatter correction. This new combined correction was 
compared to the known Triple Energy Window (TEW) correction 
method. Results were satisfying and indicate that TEW is more correct 
from the physics point of view, while the in paper II described method 
extended with scatter correction gives reasonable results, but is far less 










Kvaliteten af medicinske skanneres data forringes ofte af adskillige 
mekanismer. Forringelserne kan forårsages både af den skannede person 
og selve skanningsprincipperne. I dette studie behandles problemet med 
patientbevægelse ved lokaliseret (single voxel) MR Spektroskopi i et 
kohortestudie af for tidligt fødte babyer. For Jod-123 SPECT behandles 
problemet med spredning af højenergetiske fotoner (downscatter). Denne 
afhandling er baseret på to artikler. 
 
I artikel I behandles problemet med bevægelse ved lokaliseret (single 
voxel) spektroskopi. To nye metoder til identifikation af atypiske værdier 
(outliers) i en række af gentagne målinger er blevet implementeret og 
sammenlignet med gennemsnittet samt medianen. Målingerne er udført 
på for tidligt fødte babyer uden anvendelse af anæstesi, hvor bevægelse 
ofte er et problem. Både den nye outlier identifikationsmetode og den 
uafhængige komponentanalyse (ICA) fungerer tilfredsstillende og giver 
begge et bedre resultat end gennemsnittet og medianen. ICA genskabte 
det tabte signal bedst. 
Bevægelseskorrektion ved hjælp af ICA er beskrevet i artikel I og i 
denne afhandling, og er anvendt på den kvantitative analyse af Single 
Voxel Spektroskopi data af et kohortestudie af for tidligt fødte babyer. I 
modsætning til hypoteserne forud for dette kohortestudie viste denne 
analyse, at der ikke er forskel i koncentrationer af laktat (mælkesyre, 
forårsaget af iltmangel eller betændelse) og NAA (forårsaget af 
iltmangel) mellem for tidligt fødte og ikke for tidligt fødte babyer. 
Cholin koncentrationer var højere i de for tidligt fødte babyer. Det tyder 
på en negativ effekt af de ekstra-uterine omgivelser på hjernens 
udvikling. 
 
 iv   Resume 
  
 
I artikel II beskrives en nyudviklet metode til at korrigere for spredning 
af højenergetiske fotoner ved Jod-123 SPECT med lave tælletal ved 
hjælp af et bredt energivindue, som er placeret over det sædvanlige 
billeddannende vindue. Både den rumlige afhængighed og 
vægtfaktorerne er blevet målt. Som forventet er den implicit antagne 
værdi af 1 for vægtfaktoren lidt for lav. Dette er forårsaget af en 
tilbagespredningstop i energispektret, som kommer fra de højenergetiske 
fotoner. Effekten af korrektionen på billedkontrasten er testet på 10 
personer og viste en forbedring på 20% i den specifikke bindingsratio for 
striatum. Dette gør forskellen mellem raske personer og patienter mere 
udtalt. 
Spredning af højenergetiske fotoner er ikke den eneste mekanisme, der 
forringer billedkvaliteten. Spredning af de billeddannende fotoner 
forringer også billedkvaliteten. Dette kan der også korrigeres for ved 
subtraktion af et energivindue. Der er således udviklet en metode til at 
korrigere for de to nævnte typer af spredning samtidigt. Et fantomstudie 
er udført, hvor denne nye kombinerede korrektion er sammenlignet med 
den kendte Triple Energy Window (TEW) korrektionsmetode. 
Resultaterne er tilfredsstillende og tyder på, at TEW fysisk set er mere 
korrekt, men at den i artikel II beskrevne metode kombineret med 
spredningskorrektion også giver rimelige resultater. Den sidste metode er 










De datakwaliteit van medische scanners wordt vaak verslechterd door 
diverse mechanismen. Dit kan zowel door de te scannen persoon als de 
scanprincipes zelf worden veroorzaakt. In deze studie wordt het 
probleem van patiëntbeweging bij gelokaliseerde (single voxel) MR 
Spectroscopie in een cohort studie van voortijdig geboren baby’s 
behandeld. Voor Jood-123 SPECT wordt het probleem van de 
verstrooiing van hoogenergetische fotonen (downscatter) behandeld. Dit 
proefschrift is gebaseerd op twee artikelen. 
Artikel I gaat over het probleem van beweging in gelokaliseerde (single 
voxel) spectroscopie. Twee nieuwe methoden voor de identificatie van 
uitschieters in een reeks van herhaalde metingen werden 
geïmplementeerd en vergeleken met het gemiddelde en de mediaan. De 
metingen zijn verricht bij voortijdig geboren baby’s zonder toepassing 
van anesthesie, waar beweging een veel voorkomend probleem is. Zowel 
de nieuwe uitschieter identificatie methode als de onafhankelijke 
component analyse (ICA) voldoen en geven allebei een beter resultaat 
dan het gemiddelde en de mediaan. ICA herschiep de verloren gegane 
piekhoogte het best. 
De bewegingscorrectie met ICA is beschreven in artikel I en in dit 
proefschrift en is toegepast op de kwantitatieve analyse van Single Voxel 
Spectroscopy data van een cohortstudie van voortijdig geboren baby’s. 
Deze analyse liet zien dat er geen verschil is in de concentraties van 
lactaat (melkzuur, veroorzaakt door zuurstoftekort of ontsteking) en 
NAA (veroorzaakt door zuurstoftekort) tussen voortijdig en niet-
voortijdig geboren baby’s, zoals verondersteld werd voor de 
cohortstudie. In plaats daarvan was de choline concentratie verhoogd in 
de voortijdig geboren baby’s. Dit duidt op een negatief effect van de 
extra-uterine omgeving op de ontwikkeling van de hersenen. 
 vi   Samenvatting 
  
 
In artikel II wordt een nieuwe methode beschreven om voor de 
verstrooiing van hoogenergetische fotonen te corrigeren bij Jood-123 
SPECT met slechte telstatistiek met een breed energievenster boven het 
normale beeldvormende venster. Zowel de ruimtelijke afhankelijkheid 
als de weegfactoren zijn gemeten. Zoals verwacht is de impliciet 
aangenomen weegfaktor van 1 enigszins te laag door de aanwezigheid 
van een terugverstrooiingspiek van de hoogenergetische fotonen in het 
energiespectrum. Het effect op het beeldcontrast is getest bij 10 personen 
en liet een 20% verbetering van de specifieke bindingsratio van het 
striatum door de verstrooiingscorrectie zien. Dit zorgt voor een meer 
uitgesproken verschil tussen gezonde personen en patiënten. 
Verstrooiing van hoog energetische fotonen is niet het enige mechanisme 
dat de beeldkwaliteit verslechtert. Ook de verstrooiing van de 
beeldvormende fotonen verslechtert de beeldkwaliteit. Hiervoor kan ook 
worden gecorrigeerd met de subtractie van een energievenster. Er is een 
methode ontwikkeld om tegelijkertijd voor de twee genoemde typen 
verstrooiing te corrigeren. Een fantoomstudie is uitgevoerd, waarbij de in 
artikel II beschreven verstrooiing van hoogenergetische fotonen is 
uitgebreid met een correctie voor de verstrooiing van de beeldvormende 
fotonen. Deze nieuwe gecombineerde correctie is vergeleken met de 
bekende Triple Energy Window (TEW) correctiemethode. De resultaten 
waren tevredenstellend en duiden erop dat TEW natuurkundig gezien 
meer correct is, maar dat de in artikel II beschreven methode uitgebreid 
met verstrooiingscorrectie ook redelijke resultaten geeft. De laatste 
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This thesis presents correction algorithms and methods for motion 
correction in Single Voxel Magnetic Resonance Spectroscopy and 
downscatter correction in SPECT. Methods and concepts are discussed 




The overall objective of this PhD was to develop corrections for often 
encountered deteriorating mechanisms in medical imaging. The focus 
was on Magnetic Resonance Spectroscopy and Single Photon Emission 
Computer Tomography. 
 
Subject motion in Single Voxel Magnetic Resonance Spectroscopy was 
identified as a severe problem in a cohort study of preterm infants. 
Spectroscopic measurements need to be repeated several times in order 
to achieve satisfactory signal-to-noise-ratio. Motion causes uncertainty in 
the subject position and during motion the measurements are corrupted. 
The objective was to find an algorithm to identify and reject the 
measurements that were deteriorated and corrupted and to ensure the 
position of the volume of interest.   
 
  
2  Introduction 
 
 
Chemical limitations makes it sometimes necessary to use radioactive 
isotopes that are not ideal from the physics point of view. In Single 
Photon Emission Computer Tomography a photon energy between 100-
200 keV is preferred. Iodine-123 is such an isotope, and it emits photons 
with an energy of 159 keV, but unfortunately also a significant amount 
of photons with a higher energy. These high-energy photons loose some 
of their energy by scattering and partly end in the energy window used 
for imaging. This is called downscattering. In dynamical SPECT-studies 
count statistics are poor and downscatter correction with the known 
Triple Energy Window method is too noise sensitive. Therefore, the 
objective was to develop a downscatter correction for low count SPECT. 
 
1.2 Reader’s guide 
 
This section provides a reader’s guide for the thesis. 
 
Chapter 1 is this chapter that contains the objectives and the reader’s 
guide for this PhD-thesis. 
 
Chapter 2 describes the basic principles of Proton Magnetic Resonance 
and in vivo Single Voxel Magnetic Resonance Proton Spectroscopy. 
 
Chapter 3 deals with the motion correction of Single Voxel Spectroscopy 
data. Several algorithms are described, among others the well-known 
mean and median filtering. A novel expression for the expectation value 
of the difference between mean and median is given in section 3.3.2. 
Algorithms were tested on the data of a cohort study of preterm infants. 
The focus is on the motion correction, but at the end of the chapter 
results for metabolite ratios are given. These results would have been 
more difficult to obtain without motion correction. The analysis of the 
motion correction algorithms is published as a paper in Magnetic 
Resonance in Medicine. 
 
Chapter 4 gives a general introduction to Single Photon Emission 
Computer Spectroscopy. A novel implementation of Chang’s attenuation 
correction is given in section 4.1.9. 
 
Chapter 5 describes a method to correct for downscatter by the 
subtraction of a broad energy window. Both weighting and spatial 
dependency is investigated with an I-123 point source and in a group of 
subjects with healthy subject and patients. These results were published 
1.2 Reader’s guide  3 
 
 
as a paper in the Journal of Medical Physics. Hereafter a phantom study 
is presented were scatter and downscatter correction is combined for 
broad energy windows, and compared to the known Triple Energy 
Window correction with narrow windows. 
 
Chapter 6 contains recommendations and future outlook. 
  






















This chapter explains the basic principles of Magnetic Resonance (MR) 
and MR spectroscopy, followed by a description of in vivo MR 
Spectroscopy using a predefined volume of interest. This is called single 
voxel spectroscopy (SVS). A description of the basic principles can also 
be found in Webb (1998) and Hanson (2008) and principles of in vivo 
spectroscopy can be found in Drost (2002). 
 
2.1 Basic principles of Proton Magnetic Resonance 
 
2.1.1 The magnetic moment 
 
Most nuclei possess a quantum mechanical property called spin. As a 
consequence of this spin these nuclei have a magnetic moment. The 
strength of this magnetic moment is characteristic for the nucleus and 
determines the detection sensitivity in MR experiments. Hydrogen 
nuclei, i.e. protons, possess the strongest magnetic moment of all stable 
nuclei, which, together with the high biological abundance of hydrogen, 
makes it the most used nucleus in MR spectroscopy and MR imaging. 
The spin quantum number for protons is I=½. Associated with the spin is 
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the magnetic quantum number m, which can be either +½ or –½, for 
I=½. So, two eigenstates (energy levels) exist, which form a basis for all 
possible mixed states. 
 
2.1.2 The magnetic field 
 
In the absence of an externally applied magnetic field, the individual 
magnetic moments have no preferred orientation. However, if they are 
brought into a strong magnetic field (B0), the magnetic moments will 
precess along the magnetic field and a macroscopic net stationary 
longitudinal magnetization parallel with the external field will gradually 
form (Hanson 2008) as the distribution is skewed slightly toward the 
magnetic north by T1-relaxation (see 2.1.6). From an energy accounting 
point of view, it appears as if all nuclei are in their eigenstates (Hanson 
2008), and hence the nuclei (appear to) occupy the two energy states 











exp ,      (2.1) 
 
where EΔ  is the energy difference between the spin up and down energy 
state, k is Boltzmann’s constant (= 231038.1 −⋅  J/K), T is the absolute 
temperature in Kelvin and n the number of spins in a given state. Since 
the energy difference between the two states is very small, thermal 
energy alone causes the two states to be almost equally populated. The 
energy difference is dependent on the strength of the magnetic field and 




γ=Δ ,       (2.2) 
 
where h is  Planck’s constant (= 341063.6 −⋅  Js), γ  is the gyromagnetic 
ratio ( 6.422 =πγ  MHz/T for protons) and is related to the strength of 
the magnetic moment for the type of nucleus considered. The remaining 
population difference results in a small net bulk magnetization aligned 
parallel to B0. The population difference is approximately one part in 105 
for B0=3 T. The magnetization that is detectable by MR techniques is the 
net magnetization of the spins M, i.e. the macroscopic dipole density. 
The individual magnetic moments do not align exactly parallel to B0, but 
precess around the axis of B0 at an angle, due to interaction between the 
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magnetic moment and the B0-field. The net magnetization shows the 





d .      (2.3) 
 
The precession frequency is proportional to the strength of the magnetic 
field and the strength of the magnetic moment for the type of nucleus 




γ= .       (2.4) 
 
2.1.3 Radiofrequency Pulses 
 
Irradiation of an ensemble of spins in an external magnetic field with 
radio-frequency (RF) pulses at the Larmor frequency induces transitions 
between the two energy levels. RF energy at other frequencies has no 
effect. The RF-pulse can be considered as a rotating magnetic field B1 
perpendicular to B0. The B1 field exerts a torque on the net 
magnetization, causing a rotation around the x- or y-axis. This creates a 
transverse component Mxy, which precesses around B0 with fL. The RF 
field causes the magnetic moments to precess in phase around the static 
magnetic field at their individual Larmor frequencies. If the RF-pulse is 
on for only a short period of time, the net magnetization is rotated by a 
certain angle away from the longitudinal axis; this angle is called the flip 
angle. The flip angle is proportional to the duration of the RF pulse τ  
and the amplitude of the RF-pulse, B1:  
 
τγα 1B=        (2.5) 
 
The precessing transverse magnetization induces an Electric Magnetic 
Force of frequency fL in the receiver coil: the free induction decay (FID). 
When the flip angle is 90°, a maximum signal will be detected. 
 
2.1.4 Field gradients 
 
A magnetic field gradient is a spatial variation of the strength of the B0 
field. If there exists a constant gradient along one spatial axis, the 
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Larmor frequencies of protons will vary according to their positions 
along the gradient direction. This is the key to the understanding of MR 
localization and image formation. Since the imposed spatial variation of 
B0 is known, the positions of resonating protons can be determined from 
their frequencies. The frequencies are calculated from the FID signal by 
Fourier transformation. RF pulses containing a narrow range of 
frequencies (RF bandwidth) excite only a slice of spins along the axis, 
orthogonal to the gradient, whose resonance frequencies correspond to 
the frequencies present in the RF (see next section). Gradients are also 
used to dephase MR signals by destroying the phase coherence of the 
individual spins. This is called gradient ‘spoiling’. 
When transverse magnetization is present, the magnetic field gradient 
causes transverse magnetization to precess at a frequency, which is 





γ ,      (2.6) 
 
where r is the distance to the position, where f=fL, along the direction of 
the gradient Gr. The presence of a gradient has no significant effect on 
longitudinal magnetization. 
 
2.1.5 Slice selective pulses 
 
The excitation spectrum of an RF pulse of length τ  extends over a 
frequency range in the order of 1−τ  centered on the carrier frequency fRF. 
This range of frequencies is called the bandwidth fΔ . The pulse excites 
all resonances with offset frequencies within its bandwidth. An RF pulse 
is said to be nonselective or “hard” if the bandwidth is much larger than 
the frequencies in the sample. Strictly speaking such pulses are not 
available on clinical MR scanners. Instead “soft” pulses with a duration 
of milliseconds are used. Shorter pulses are typically called hard pulses 
though they are somewhat slice selective. In the presence of a gradient 
and if the flip angle is small such pulses excite a slice that corresponds 
approximately to the Fourier transform of the pulse shape. During the 
pulse the transverse magnetization is dephased and has to be refocused 
by the inverted slice gradient of half the pulse duration. 
The slice profile is given by the Fourier transform of the RF pulse. An 
approximately rectangular slice profile can be produced by a so-called 
sinc pulse ( xxx )(sin sinc = ), which is the (inverse) Fourier transform 
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of a rectangular profile. Such a selective pulse gives a relatively well-
defined selected volume for the case of small flip angles. But there are 
large deviations between the profile of the excitated magnetization and 
the Fourier transform when the flip angle is increased, especially for a 
180° pulse. The shape of the selective pulses will determine the 
distribution of flip angles in the volume. A volume should be understood 
as a local weighting of the echo by the pulse profiles. The sharpness at 
the border depends on the design of the pulses. 
 
2.1.6 Longitudinal relaxation 
 
Resonant RF pulses induce transitions between the nuclear energy levels 
and change the populations of the different states. The original 
equilibrium population is then restored by so-called longitudinal 
relaxation, a process where the magnetic nuclei transfer energy to the 
environment (the lattice) by radiationless transitions between the energy 
levels. The longitudinal magnetization difference zz MM −0, decays 









tMMMM tzz ,   (2.7) 
 
where 0, =tzM   is the longitudinal magnetization immediately after the 
pulse and 0M   is the equilibrium magnetization in the z-direction. 
Relaxation can be caused by several different mechanisms, but for 
protons only the magnetic dipole-dipole interaction between different 
protons are of importance. The dipole-dipole interaction between two 
protons depends on the distance between them and on the orientation of 
the internuclear vector relative to the external magnetic field and the 
orientation of the spins. The random tumbling of the molecules in a 
liquid (Brownian motion) makes the dipole-dipole interaction time 
dependent and gives rise to transitions between the nuclear energy levels. 
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2.1.7 Transversal relaxation 
 
The transversal decay time T2 is a measure of the loss of net 
magnetization in the transverse plane. This process can be described as 
dephasing of the individual nuclear magnetic moments. After a spin 
system has been excited by an RF pulse, all microscopic components 
precess in phase around B0 and dephasing will eventually lead to 
complete cancellation of the signal. The relationship describing the 








tMM xyxy ,     (2.8) 
 
where 0,xyM  is the initial transverse magnetization after the pulse and 
xyM  is the transverse magnetization after time t.  
The same mechanisms that are active in longitudinal relaxation also 
contribute to T2-relaxation. In addition, transversal relaxation is also 
caused by molecular magnetic fields, which change the local magnetic 
field experienced by the nucleus causing the frequency of precession to 
vary. This causes a loss of phase. Another effect that gives rise to the 
loss of phase is an exchange of the spin state between two nuclei with no 
net loss of energy from the spin system, but with a loss of phase 
information. Transversal relaxation times are always shorter than 
longitudinal relaxation times. For pure water the so-called extreme 
narrowing condition applies, where 21 TT ≈ whereas in tissues 21 TT >>  
due to the binding of some water molecules to slowly reorienting 
macromolecules. 
 
2.1.8 Local field inhomogeneity 
 
Transversal relaxation as described above represents “true” loss of 
transverse magnetization, because it is caused by the random molecular 
tumbling which cannot be reversed. Another cause of dephasing is B0 
inhomogeneity: spins at different locations are not exposed to exactly the 
same B0 field, which implies a range of Larmor frequencies. This 
dephasing can be reversed. An effective transversal relaxation time *2T  
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can be defined, which represents dephasing due to the combination of 2T  








Δ+= γ ,      (2.9) 
 
where 0BΔ is the average difference between the magnetic field for 
different locations. It is the decay of magnetization with the time 
constant *2T  that constitutes the free induction decay, FID. A short 
*
2T  
indicates a fast dephasing, which corresponds to a wide spread of the 
resonance frequencies. This leads to a short FID and a broad absorption 
in the frequency domain. 
 
2.1.9 The Fourier transform 
 
The MR signal of frequency f0 received by the receiver coil is 
preamplified and then demodulated with respect to the excitation carrier 
frequency fr. This demodulation is performed by means of a mixer that 
essentially multiplies the MR signal from the preamplifier with a 
reference signal. The output is composed of two signals at frequencies fr-
f0 (low) and fr+f0 (high). The high frequency is eliminated by a low-pass 
filter. The low-frequency signal can then be digitized by an ADC. 
Demodulation is performed with two references with a phase difference 
of 90°. This is called quadrature detection. By combining the signals 
arising from the two channels, denoting the frequency difference ⋅π2 (fr-
f0) by 'ω , the response s(t) of a spin system to a radio frequency pulse 








ttiMts ω ,   (2.10) 
 
where M0 is equilibrium magnetization in the z-direction. The transversal 
relaxation time should be replaced by *2T  if the static magnetic field 
inhomogeneities are significant. The FID from the acquisition is a 
function in the time domain. The Fourier transform is used to represent 
the information in the FID in the frequency domain. The Fourier 






























MdttitsS  ,     (2.11) 
 
where ωωω −=Δ ' . The real part is the absorption spectrum (a 
Lorentzian line at frequency ωω =' , and the imaginary part is the 
dispersion spectrum, see figure 2.1. The full width at half maximum of 





Tπ=  .     (2.12) 
 
If the signal has not decayed to zero, the FID will be truncated and the 
resonance after Fourier transformation will show oscillations on both 





Figure 2.1: (a) The FID signals obtained by quadrature detection, and (b) the 




Dephasing in the transverse plane caused by B0 inhomogeneities can be 
refocused by turning the spins 180° at time TE/2 after the initial 
90° pulse. At echo time TE an echo forms. The 90° – 180° pulse 
sequence is called spin-echo sequence, see figure 2.2. 






Figure 2.2: The principle of spin-echo with a 90° – 180° pulse sequence. 
 
An echo can also be generated by 90° pulses (Hahn echo). The resulting 
echo recovers only 50 % of the initial magnetization. The other half is 
converted to longitudinal magnetization by the second 90° pulse. If a 
third 90° pulse is applied some time after the echo, these longitudinal 
components are returned to the transverse plane, where they refocus and 
give rise to a so-called stimulated echo. Transversal relaxation originates 
from random motion of the molecules and constitutes real, irreversible 
loss of coherence. It can not be refocused with a spin-echo or a 
stimulated echo. 
 
2.1.11 Chemical Shift 
 
In molecules, the nuclei experience slightly different magnetic fields due 
to their chemical environment. Each nucleus is surrounded by electrons, 
which reduce the magnetic field caused by the nucleus (shielding). This 
causes the resonance frequencies for different proton spins to be slightly 
different. This effect is called the chemical shift δ . The chemical shift is 
expressed in terms of the difference in resonance frequencies between 
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In proton MR spectroscopy tetramethylsilane (TMS) is used as a 
reference. The frequency difference is divided by the reference 
frequency so that the chemical shift becomes independent of the 
magnetic field used to measure it. Since chemical shifts are small, it is 
common to express them in parts per million (ppm), or alternatively the 
frequency difference in Hz (since the resonance frequencies are 
expressed in MHz). 
 
2.2 In vivo MR Spectroscopy
 
2.2.1 The MR scanner 
 
The B0 field is generated by a superconducting horizontal, whole body 
magnet. The scanner used for the experiments was a Siemens Trio 
operating at 3 T. The magnet is fitted with a set of coils to optimize the 
magnetic field homogeneity (shimming). The B1 field is generated by a 
digital frequency synthesizer set to yield RF-pulses at the proton Larmor 
frequency. Three sets of gradient coils create the magnetic field gradients 
in the x-, y- and z-directions. The maximum attainable gradient 
amplitude limits the minimum slice thickness and the maximum spatial 
resolution that can be used. In practice, gradients are not powered at all 
times, but are switched on and then off again (pulsed) at certain times 
during a pulse sequence. Switching gradients on and off induces eddy 
currents in the metallic structures of the magnet. The transverse 
magnetization induces an AC voltage in the RF coil used for reception, 
the resulting signal is approximately one billionth of the amplitude of the 




2.2.2 Metabolites of the brain 
 
10-20 brain metabolites can be detected with MRS. Brain spectra have a 
good reproducibility. That is because of homeostasis, which refers to the 
mechanisms that provide for the stability of biological systems. It 
maintains the balance of energy production and consumption, and the 
stable ionic and osmotic equilibrium of living cells. The main 
metabolites of the brain that can be observed with proton MRS are 
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creatine and phosphocreatine, N-acetyl aspartate, choline containing 
compounds, myo-inositol, glutamate and glutamine. In addition, lactate 
can sometimes be observed. Changed concentrations of the metabolites 
from normal values are clear indications of pathology. 
The selection of molecules that can be observed with MRS is limited to 
low molecular weight metabolites and must be present in sufficiently 
high concentration (approximately > 0.5 mmol/kg of wet weight or 
more). 
A short presentation of the main metabolites of the brain follows below 
(Danielsen, 1999). It is important to state that each metabolite has its 
characteric field dependent spectrum and each metabolite (actually each 
resonance) has a specific transversal and longitudinal relaxation time. 
 
Creatine and phosphocreatine 
The sum of creatine (Cr) and phosphocreatine appears as the central peak 
in the proton brain spectrum as a singlet from the methyl group at 3.04 
ppm and has another singlet from the methene group at 3.92 ppm. 
Phosphocreatine plays an essential role in the storage and fast supply of 
high-energy phosphate in organs that have to quickly engage in energy-
consuming action such as muscle and brain. The sum of creatine and 
phosphocreatine is a reliable marker of intact energy metabolism. 
 
N-acetyl-aspartate 
NAA has an acetyl group which gives a singlet resonance at 2.02 ppm, 
and an aspartate group with coupled resonances (three doublets of 
doublets) centered around 2.49, 2.67 and 4.38 ppm. NAA is present in 
the brain at relatively high concentrations. The abundance of NAA and 
the presence of a prominent singlet resonance greatly facilitate MR 
observation in vivo. Brain NAA is believed to provide a marker of 
neuronal density and function. 
 
Choline 
The choline (Cho) signal is primarily observed as a prominent singlet at 
3.24 ppm that includes contributions from free choline, 
glycerophosphorylcholine, and phosphorylcholine. Choline is an 
essential nutrient that is primarily obtained in the form of phospholipids 
from the diet. It is a precursor to acetylcholine and cell membrane 
components and a marker of cellular membrane turnover, and is 
therefore elevated in neoplasms, demyelination and gliosis.  
 
Lactate 
Lactate (Lac) appears as a doublet at 1.33 ppm. The lactate doublet can 
be masked by lipid resonances. Lactate is the product of anaerobic 
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glycolysis and thus an intermediate product of the energy metabolism. 
Lactate elevations are found in many diseases with failed oxidative 
metabolism, which is the case for many diseases of the brain. The normal 
lactate level in the brain is less than 1 mM and lactate can typically not 
be seen in the spectrum. 
 
Myo-Inositol 
Myo-inositol (MI) is a sugar alcohol whose structure is similar to that of 
glucose. It has a complicated spectral pattern that is explained by the 
asymmetric distribution of its six hydrogen atoms. The peaks are located 
at 3.27, 3.56 and 4.05 ppm. It is estimated that 70 % of the MI peak 
comes from free MI and 15 % from MI phosphate. MI may act as a 
marker of glial cell numbers, an osmoregulator, intracellular messenger, 
or detoxification agent in the brain as well as in the liver. 
 
Glutamate and glutamine 
Glutamate (Glu) has two methylene groups and a methine group that are 
strongly coupled, which gives rise to a complicated spectral pattern 
spread between 2.0 and 3.8 ppm, resulting in low intensities of individual 
peaks despite its relative abundance. Glutamate is the most abundant 
amino acid found in the brain. It is known to act as an excitatory 
neurotransmitter. 
The amino acid glutamine (Gln) is a storage form of glutamate. 
Glutamine is structurally similar to glutamate with two methylene groups 
and a methine group, and its spectrum is very similar to Glutamate, and 
so it is difficult to distinguish these two. Therefore glutamate and 
glutamine are often combined and referred to as “Glx”. 
 
Lipids 
Lipids cause two broad peaks at 1.3 and 0.9 ppm. Since the concentration 
of lipid is much higher than the concentration of the metabolites, the 
signal can be very high and deteriorate the spectrum around between 0.8 
and 1.5 ppm, are even makes it impossible to identify most common 
metabolites such as NAA and Cr. Therefore it is important to place the 
volume to be measured far away from lipids. Since the signal is very 
high compared to the metabolite signals it is also spatially spread out. If 
lipid signal is a problem, areas with lipid can be suppressed by saturation 
slabs that locally spoil the complete MR-signal effectively removing the 
contribution of the lipid signal to other areas. 
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2.2.3 Single Voxel Spectroscopy 
 
Single voxel MRS makes it possible to measure MR signals originating 
only from a specific region of the brain, the so-called volume of interest 
(VOI). By combining three orthogonal gradients with three pulses, the 
VOI is defined at the intersection of the three slices. The first pulse, 
applied in the presence of a gradient, creates a slice of transverse 
magnetization through the object, perpendicular to the gradient axis. 
With the second pulse, another slice is excited with help from a gradient, 
orthogonal to the first one. A rod is created from the spin echo at the 
intersection of the two slices. The third pulse and gradient creates a third 
slice orthogonal to the first two. The echo comes from the cubic volume 
at the intersection of the three slices. Spoiler gradients destroy FID signal 
in the three slices and the spin echoes in the rods outside of the VOI. 
To choose the localization of the VOI or voxel, MR images of the object 
are acquired. From the MR images, the voxel can be selected. Offset 
frequency and gradient strengths are automatically calculated to get the 
desired volume size and location, see figure 3.1. 
 
2.2.4 STEAM and PRESS 
 
Two pulse sequences that are used for single volume MRS are STEAM 
(Frahm, 1987) (stimulated echo acquisition mode) and PRESS 
(Bottomley, 1987) (point-resolved spectroscopy). STEAM selects a 
stimulated echo from the pulse sequence 90° – TE/2 – 90° – TM – 90° – 
TE/2 – ”ECHO”, where TE is the echo time and TM is the mixing time. 
PRESS creates a double spin echo from the pulse sequence 90° – TE1/2 
– 180° – TE1/2 – TE2/2 – 180° – TE2/2 – ”ECHO”, where TE =TE1 + 
TE2. See figure 2.3 for an illustration (Nilsson 2002) of the two pulse 
sequences. 
The choice of STEAM and PRESS affects the appearance of the spectra. 
In theory PRESS gives a factor two larger signal size than STEAM given 
the same echo time. The STEAM sequence is less sensitive to T2-
relaxation effects since no T2-relaxation occurs during the mixing time 
while PRESS is sensitive to T2-relaxation throughout the localization 
sequence. STEAM has two echo intervals, while PRESS has four. With 
the same hardware, shorter TEs can therefore be achieved with STEAM 









Figure 2.3: Scheme of (a) STEAM  and (b) PRESS of pulse sequences. 
 
 
With short TE, shorter RF pulses with less selective slice profiles and 
shorter gradient crusher pulses with lower spoiling power have to be 
used. This may lead to more signal contamination from outer volume 
signal. On standard clinical systems, STEAM and PRESS sequences 
with TE from 20-30 ms can be used without too big a compromise with 
respect to outer volume contamination. 
Shorter TE gives rise to smaller T2 losses and therefore better SNR 
because of the T2 relaxation at long TE. Some resonances ”disappear” 
more slowly than others, depending on different T2-relaxation, which 
gives rise to different peak ratios at different TEs. Some of the clinically 
important metabolites with strong coupling can only be seen with short 
echo times. With longer TE the spectra are easier to interpret due to 
fewer peaks and less overlap, at the expense of signal loss. Of the 
previously mentioned metabolites creatine, NAA, choline and lactate can 
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be measured with long echo time (>70 ms), while the other metabolites 
need to be measured with a short echo time of 30 ms or less. However, 
lipid can also be visible in long echo time spectra, due its high intensity. 
The repetition time TR of the pulse sequence should typically be at least 
of the order of the highest T1 of the substance to be measured. 
 
2.2.5 Parameters affecting the quality of the spectra 
 
Sampling 
The computer samples the FID signal with constant intervals tΔ  between 
two consecutive data points. tΔ  is called the dwell time. The voltage is 
converted into numerical form using an analog-to-digital converter 
(ADC). The MR signal contains many components oscillating at 
different frequencies. In order to fully represent all components, the 
sampling rate of the ADC must be sufficiently high; i.e. the dwell time 
must not be too long. For obtaining a well-defined frequency from a 
discrete Fourier transformation, a real valued sinusoid must be sampled 
at least two points per period. This means the highest measurable 
frequency, called the Nyquist frequency, is half the sample frequency. 
The width of this frequency window is equal to the sample frequency 
(including negative frequencies) is called the spectral width. If the 
sampling rate is too low, then the signal components with frequencies 
above the Nyquist frequency still appear within the frequency window of 
the MR spectrum, but are “folded” around the Nyquist frequency. 
 
Digital resolution 
The digital resolution is the spectral width (Hertz) divided by the data 
size (points). In the frequency domain, the digital resolution is given by 
the frequency interval between two consecutive points. Zero filling may 
be performed to improve the digital resolution without increasing the 
acquisition time. After the acquired FID zeroes are added before Fourier 
transformation. This is valid as long as the FID has decayed to a quasi-
zero value, and this corresponds to sinc-interpolation of the spectrum. 
 
Phase corrections 
The FID has an arbitrary phase. This is called zero order phase error and 
is frequency independent. It can be corrected with an inclusion of a 
factor )exp( 0ϕi  in the equation of the signal. Phase error of first order, 
which is when the phase factor increases linearly with the frequency, can 
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easiest be understood by a time delay between the excitation and 
beginning of the data acquisition.  
When the gradients are switched on and off, electrical currents, called 
eddy currents, are induced into materials constituting the probe and the 
magnet. These currents create a magnetic field that varies in time and 
space, and in turn perturb the detection of the MR signals. Eddy currents 
can cause artifacts in images and may seriously degrade overall magnet 
performance. In the context of MR spectroscopy, eddy currents cause a 
non-linear evolution of the signal phase. This may lead to severe 
distortion of all the lineshapes in the spectra. 
Eddy currents cannot be corrected by ordinary phase correction of zero 
and first order. Reference scans without water suppression but with 
otherwise identical acquisition parameters can be used for eddy current 
correction (Klose 1990, Drost 2002). The phase behavior of the water 
resonance due to eddy currents is measured and used to correct the signal 
of all the resonances in the spectra. 
 
Signal to noise ratio 
Since the signal intensities of the metabolites are very low compared to 
the water signal the acquisition needs to be repeated several times in 
order to get a satisfactory signal-to-noise-ratio (SNR). The signal-to-
noise ratio (SNR) of a resonance is defined as the relation between the 
peak height and the standard deviation of the noise. The signal is 
proportional to the number of scans. In the case of white and constant 
noise the SNR is proportional to the square root of the number of scans. 
To get twice the SNR it is necessary to perform four times as many 
scans. The volume of interest also affects signal size. A small VOI needs 
more scans to get a good SNR.  
 
Shimming 
Shimming is performed to increase the homogeneity of the B0 field. The 
field within the volume of interest (VOI) can be optimized by adjusting 
the currents in auxiliary shim coils. If the field is homogeneous the peaks 
in the spectrum are taller and narrower. That is because inhomogeneities 
make identical protons resonate at slightly different frequencies and the 
peaks become wider and lower. An adjustment of the frequency has to be 
done after the shimming, because it changes the magnetic field and 
hence the frequency. A smaller VOI is easier to shim than a larger one. 
However, the signal strength is proportional to the size of the VOI and an 
appropriate volume has to be a compromise from those factors. 
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Water suppression 
The concentration of water in the brain is about 10,000 times higher than 
the metabolites of interest and the water signal dominates the spectrum. 
The water signal causes a sloping baseline that may hide the metabolite 
resonances. In addition, it causes artifacts in the spectrum that may be 
about the same size as the metabolite signals. Therefore, it is desirable to 
suppress the water signal. Water suppression has to be done during the 
acquisition of spectra, and cannot be applied afterwards because the 
artifacts cannot be erased by post-processing methods. The water is 
suppressed by an RF-pulse (actually 3) designed to excite only a narrow 
frequency band, centered around the water peak frequency without 
affecting the metabolite signals. The bandwidth used in this study was 60 
Hz, corresponding to approximately 0.5 ppm. The RF pulse tips the 
water magnetization into the transverse plane and then the water 



























In this chapter the problem of motion during consecutive single voxel 
spectroscopy acquisitions is addressed. In Single Voxel Spectroscopy 
(SVS) the acquisition of the spectrum is typically repeated n times and 
then combined in order to improve the Signal-to-Noise Ratio (SNR) with 
a factor √n. In practice the acquisitions are not only affected by random 
noise, but also by physiological motion and subject movements. Since 
the influence of physiological motion such as cardiac and respiratory 
motion on the data is limited, it can be compensated for without data-
loss. Individual acquisitions hampered by subject movements on the 
other hand need to be rejected, if no correction or compensation is 
possible. If the individual acquisitions are stored, it is possible to identify 
and reject the motion-disturbed acquisitions before averaging. 
Several automatic algorithms were investigated using a dataset of spectra 
from non-anesthetized infants with a gestational age of 40 weeks. 
Median filtering removed most subject movement artifacts, but at the 
cost of increased sensitivity to random noise. Neither Independent 
Component Analysis (ICA) nor outlier identification with multiple 
comparisons has this problem. These two algorithms are novel in this 
context. The peak height values of the metabolites were increased 
compared to the mean of all acquisitions for both methods, although 




24  Motion correction in MR Spectroscopy 
 
 
3.1 The problem of motion 
 
Subject movement during consecutive Single Voxel Spectroscopy (SVS) 
acquisitions is often not detected and the resulting distorted data affects 
the outcome measures. Since severe patient movements, as present for 
instance in SVS of non-anesthetized pediatric patients, psychiatric and 
demented patients, cause significant deterioration in spectra, they should 
not be ignored. For example, movements may introduce a bias in a 
comparative study between patients and healthy controls. Despite its 
significance, the issue of identifying motion-distorted spectra, in contrast 
to motion correction and compensation, is quite unexplored and often not 
mentioned, see e.g. Drost (2002) and Jansen (2006). 
Compensation for spectra that are potentially affected by physiological 
motion can be performed by cardiac and respiratory gating (Felbinger 
1998) and/or breath holding techniques (Katz-Brull 2003). Since 
disturbances in phase and frequency by physiological motion are limited 
(Katz-Brull 2004), they can be compensated for by phase correcting the 
individual acquisitions before averaging, a process known as phase 
coherent or constructive averaging (Zhu, 1992), followed by frequency 
shift correction (Helms 2001, Bolan 2004). However these techniques 
can potentially introduce a bias caused by differences in noise between 
subjects. A bias towards increased phase reference signals may also 
result. 
Severe patient movement cannot be compensated for and the acquisitions 
distorted by patient motion need to be identified and rejected. Motion 
can be tracked by a water-signal-based navigator (Shanbhag 2005), or an 
interleaved navigator scan (Thiel 2002). Especially J-difference editing is 
sensitive to motion artifacts and it was shown that the interleaved 
navigator scan is sufficient (Bhattacharyya 2007).  
However, a navigator scan is not necessarily needed since the single 
voxel spectra of the consecutive acquisitions reveal information of the 
subject's movement. The motion-distorted acquisitions seem easy to 
identify visually, but commonly used “objective” rejection criteria are 
typically based on the position, amplitude and width of the suppressed 
water peak and an arbitrary threshold (Pfeuffer 2004). Alternatively a 
cluster analysis of the lipid signals can be used to correct for subject 
motion (Skimminge 2003), but a lipid signal might not always be 
present. 
In practice, motion correction consists of two steps. First the acquisitions 
severely deteriorated by subject movements need to be identified and 
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excluded. Second the remaining acquisitions need to be frequency-
shifted and phase-corrected individually (Pfeuffer 2004).  
Movements during an individual acquisition, and severe movements 
between acquisitions, may corrupt the entire spectrum of the acquisition 
irreversibly. Limited movement between individual acquisitions will 
introduce a simultaneous broadening and lowering of the peak in the 
mean spectrum but keeping the area under the peak approximately 
constant. This can affect the output of the fitting procedure, if peak 
shapes are assumed. Movement can also result in a different location of 
the measured volume, which additionally can cause an error in 
metabolite concentrations if these vary with position. There can be a 
difference between the group of patients and the healthy controls 
regarding unrecoverable subject movements. The patient data might 
suffer more from subject movements, and if no movement compensation 
is performed, this will cause a systematic underestimation of metabolites 
in this group and thus introduce a bias in the study (Helms 2001). 
Corrections primarily have to ensure robust positioning of the measured 
volume while keeping the signal free of motion-induced bias, and 
secondarily keeping the noise low and the Signal-to-Noise Ratio (SNR) 
as high as possible. SNR is typically increased compared to conventional 
averaging by phase-coherent averaging (Gabr 2006) and also potentially 
by outlier rejection techniques due to the unwanted contributions to the 
motion-distorted signal. 
Here, subject movement is demonstrated to be a severe problem for non-
anesthetized infants. Several algorithms for identifying and rejecting 
motion-corrupted spectra were proposed, implemented and compared to 
existing methods. 
 
3.2 Subjects and data acquisition 
 
Subjects were infants born at the Copenhagen University Hospital, 
Hvidovre, Denmark, and taking part in a MRI/MRS-preterm infant 
cohort study. The study includes data from 97 infants; 77 preterm infants 
(prematurely born between 12 and 6 weeks before term) and 20 controls 
(born at term). All infants were MR-scanned around term or term-
equivalent age, and were not anesthetized before or during scanning. The 
local ethics committee accepted the study and informed parental consent 
was obtained in all cases. 
MR scanning was performed on a Magnetom Trio 3 tesla scanner 
(Siemens, Erlangen, Germany) with a quadrature single channel head 
coil. An 8 mL cubic voxel was placed in the posterior periventricular 
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white matter, by the posterior horn of the lateral ventricles, and a 3.4 mL 
cubic voxel was placed at the level of the basal ganglia and thalami, both 
randomly positioned in the right or left hemisphere. For each voxel 
position 48 Free Induction Decay signals (FIDs) based on two phase-
cycled averages, each with 1024 complex points and a readout period of 
850 ms, were acquired with a Point RESsolved Spectroscopy (PRESS) 
sequence (Bottomley 1987) for two echo times (30 and 144 ms) with a 
repetition time of 2 seconds. 
For every subject, four datasets of 48 repetitions each were acquired for 
the two different voxels and the two echo times. In order to investigate 
the effect of subject movement under more controlled conditions, a 
healthy volunteer was scanned with the same sequences with 30 ms echo 
time and same position and size of the 8 mL cubic voxel. The 48 
acquisitions were repeated three times for the volunteer. The volunteer 
was instructed to lie motionless during the acquisition of the first dataset 
and instructed through the intercom to move his head a few centimeters 
to the left and right for a few seconds approximately at every 16th 
acquisition of the last two datasets. 
 
 
Figure 3.1:  The placement of the two voxels on an MR-image. 
 
Datasets where all 48 repetitions contained severely corrupted 
measurements, or where water suppression failed, were excluded from 
this comparative study after visual inspection of the spectrogram. This 
resulted in 130 datasets (64 with long echo time) for an 8 mL voxel and 
113 datasets (56 with long echo time) for a 3.4 mL voxel. From the 130 
datasets with an 8 mL voxel and from the 113 datasets with a 3.4 mL 
voxelsize, 30 and 26 datasets respectively originated from term infants. 
The resulting mean or median spectra are zero-order phase-corrected and 
filtered with a first order Gaussian low pass filter with a full width at half 
maximum of 1 Hz. Spectra were frequency adjusted based on the 
position of the N-acetyl aspartate (NAA), creatine (Cr) and choline (Cho) 
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peak, at 2.02 ppm, 3.04 ppm and 3.24 ppm, respectively. Phase-coherent 
averaging was not applied. 
Since the motion-distorted acquisitions are visible as shifts in the 
frequency domain, it is natural to perform the motion rejection in this 
domain. It is also possible to carry out the analysis on the Free Induction 
Decay (FID) signal in the time domain (Slotboom 2007), but this has not 
been done in this study. 
The performance of three classes of subject-movement-rejection 
algorithms was investigated: 1. Simple median filtering, which provides 
a more robust but more noise sensitive estimate than mean filtering. 2. 
An outlier identification (OI) algorithm with and without multiple 
comparisons. 3. Independent Component Analysis (ICA), where the 
main component represents the spectrum least affected by motion. 
Corrections as described in the introduction (Zhu 1992, Helms 2001, 
Thiel 2002, Gabr 2006) were not performed. Focus was on identification 
and rejection of the corrupted acquisitions within a dataset. 
 
3.3 Outlier detection 
 
3.3.1 Mean and median filtering 
 
In the conventional way of data processing all spectra are averaged 
permitting motion distorted acquisitions to degrade the final spectrum. 
One way of dealing with this problem is to reduce the influence of 
outliers by median filtering (Slotboom 2005, 2007a). Instead of the 
mean, the median is used, which provides a more robust estimate. 
However, this has two drawbacks.  
The mean minimizes the expectation value of the squared deviation, i.e. 
the variance, while the median minimizes the expectation value of the 
absolute deviation. This means that the influence of outliers in the 
median is reduced but not cancelled. This can be illustrated by the 
influence of one sample ix  on a normal distributed data set with n 






Δ≡−=Δ .      (3.1) 
 
The influence of outliers on the mean is reduced by a large amount of 
samples and depends on the value of the outlier. 
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For a large number of samples n and a continuous probability function 
p(x) the shift in the median x~  caused by one sample can be 
approximated by half the uniform bin width w, where the center bin 






xpn ⋅⋅ ,     (3.2) 
 
and shifted in the opposite direction for samples with a value lower than 
the median. Alternatively equation (3.2) can be derived by the analysis of 
the influence of one sample on the cumulative distribution, see Appendix 
A.1.  
It is an appealing property of the median that the shift does not depend 
on the value of the outlier; only the position of the median in the list of 
ordered samples is shifted half a position. In the case of an even number 
of outliers symmetrically spread around the true mean value the shift is 
even cancelled. 
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The approximation of the noise for the median holds for large sample 
sizes with an arbitrary probability function p(x) consistent with the 
literature (Slotboom 2006, Rider 1960, Kenney 1962). The constant α  is 
called the relative efficiency of the mean compared to the median and is 
2π  for normal distributions and 3 for uniform distributions. 
For normal distributions the random noise in the median is 
approximately 25% higher than for the mean. For a uniform distribution 
the random noise is 73% higher in the median compared to the mean. 
The probability function of the median is normally distributed for any 
probability function of the samples. The median as an estimator is more 
sensitive to noise, and therefore it is expected to be better to identify the 
outliers, reject them, and calculate the mean of the remaining data. 
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Median filtering (together with minimum and maximum filtering) is a 
well-known type of order-statistics filtering (Kenney 1962).  A 
combination of order-statistics filters as All-Rank Selection Order-
Statistics filtering (Barner 1998) might reduce noise and outlier 
sensitivity compared to median-filtering, but this has not been shown. 
Since spectra are complex the average and the median of both the real 
and imaginary part were calculated separately. 
 
3.3.2 Mean or Median? 
 
A method to determine whether to use the mean or the median is to look 
at the difference between these two. For symmetrical probability 
distributions such as the normal and the uniform distribution the 
expection value of the mean and median are identical and the expectation 
value for the difference between these two is zero. In practice the 
calculated difference can be compared with the expected squared 
difference. Because the median and mean are strongly correlated, the 
variance is not just the sum of the variances. For large n and 
distributions, where mean and median have the same expectation value, 
the expectation value of the squared difference between mean and 














⎛ ><−+⋅>≈−< β ,  (3.6) 
 
where β  is a constant related to the efficiency α . For normal 
distributions β  is 57.012 ≈−π  and for uniform distributions β  is 
equal to unity. So the expectation value of the difference between mean 
and median is of the order of the variance of the mean for normal and 
uniform distributions without outliers. 
 
3.3.3 Outlier identification (OI) 
 
Outliers can be identified and excluded by an approximation of the 
standard deviation and a t-test. Performing this outlier identification and 
rejection for every single frequency (pointwise outlier identification) will 
reduce the contribution of outliers. In this context, a novel alternative is 
to reject a whole acquisition, if only one Fourier component is identified 
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as an outlier (outlier identification). It is assumed that the acquisitions 
without outliers are normally distributed. The significance level p for the 
first method was arbitrarily chosen at 5% double sided, i.e. zmax=1.96, 
where z is the z-score, which is defined by the difference from the mean 
measured in the number of standard deviations. The significance level 
for the second method is corrected for multiple comparisons and this was 
arbitrarily chosen at 10% (double sided) divided by the number of data 
points (=1024) for one acquisition, i.e. zmax=3.9. Since the outliers were 
included in the calculation of the standard deviation, the procedure needs 
to be repeated in an iterative fashion. The first (crude) estimation of the 
outlier-free signal is given by the mean and the standard deviation of all 
samples ix . The next estimates, denoted 
*x  with iteration number j are 
calculated in an iterative fashion as in Thomsen (2008) with 
 
xx j =+* 1  and 2* 12 1 )( ijj xx −= ++σ  
 for all ix  with jji zxx σ⋅<− max* ||  ,    (3.7) 
 
until convergence is reached. An iterative t-test has apparently never 
been applied before in this context, but the idea behind the method is 
similar to the iterative f-test algorithm described by Andersson (1977). 
 
3.3.4 Independent Component Analysis (ICA) 
 
Independent Component Analysis (ICA) supplies a mathematical 
framework for analysis of a group of acquisitions. The method (Bell 
1995) is implemented as a toolbox1 (Højen-Sørensen 2001, Maximum 
likelihood (Infomax), icaML) in Matlab (Mathworks, Natick, 
Massachusetts). ICA is a set of methods for blind signal separation 
sharing the assumption that two arbitrary components s1 and s2 with 
probability functions p(s1) and p(s2) are assumed statistically 
independent (Hyvärinen 2000), defined by 
 
)()(),( 2121 spspssp ⋅=  and 
 ><⋅>>=<⋅< )()()()( 2121 sgsfsgsf     (3.8) 
 
                                                 
1 Kolenda T, Sigurdsson S, Winther O, Hansen LK, Larsen J. DTU:Toolbox, Intelligent 
Signal Processing group at the Institute of Informatics and Mathematical Modelling at 
the Technical University of Denmark, 2002, http://isp.imm.dtu.dk/toolbox/ 
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for any function f and g. Blind signal separation refers to the common 
situation in signal processing in which we aim to separate unknown 
source signals from an unknown mixture. This happens, for example, in 
the so-called “cocktail party” problem where the target is to separate a 
number of simultaneous speakers based on one or more microphone 
measurements. Another way of describing or defining ICA is by 
minimizing the mutual information between the components. 
With index i denoting the acquisition number, and the index j denoting 
the component number, the dataset consisting of n acquisitions )(txi  is 









)()(  + noise.     (3.9) 
 
Since the ICA algorithm only works for real signals, the complex 
spectrum is transformed into a real signal by adding the imaginary 
amplitude spectrum behind the real spectrum. An important complication 
that often arises in practical applications is that the number of 
components M is unknown. Using a Bayesian ICA formulation, this 
problem can be solved in the limit of many acquisitions (Kolenda 2001, 
Hansen 2001). The Bayesian Information Criterion (BIC) selects the 
number of components by estimating the probability of the model 
containing M components given the observed data p(M), where the 
number of components is varied in a range from 1 to Mmax (the maximum 
number of components was arbitrary set to 12).  The signal variance not 
accounted for by the M components is assumed to be contributed by an 
additive normal independent identically distributed white noise signal 
component (the BIC selection of the number of components is included 
in the toolbox (Højen-Sørensen 2001). Checks are performed to see if the 
probability for the number of components is less than 50%. 
In the case of a dataset without distorted spectra, ICA will find one 
component representing the underlying spectrum. The difference 
between the spectra reconstructed with this component and the measured 
spectra equals the noise as identified by the ICA algorithm.
If the ICA algorithm finds more than one component, the independent 
component representing the undistorted spectrum needs to be identified, 
since ICA does not assign a clear meaning to its components. The 
dominant component of every single acquisition is determined and the 
acquisitions with the dominant component equal to the most frequent 
dominant component (the main component) for all acquisitions are 
considered to be a measurement of the undistorted spectrum. No 
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arbitrary thresholds need to be set. The ICA method produces three 
spectra: 1. the mean of the selected acquisitions, 2. the mean of the 
selected acquisitions reconstructed with M independent components and 
3. the mean of the selected acquisitions reconstructed with only the main 
independent component. The latter spectrum corresponds to the scaled 
main independent component. The application of ICA and the 
identification of the non-distorted ICA component are novel in this 
context. 
 
3.4 Noise and SNR analysis 
 
In principle, noise can be estimated at one frequency by determining the 
standard deviation of the selected acquisitions and dividing by the square 
root of the number of acquisitions. Possibly only few acquisitions may 
be left, and this will make this noise estimation unreliable. However this 
is not a problem with the datasets used as completely corrupted data was 
excluded. Noise will be underestimated, however, since the standard 
deviation is minimized for the outlier identification methods. This is 
most prominent for the algorithm without connection between the 
Fourier components (the frequency direction). The ICA method does not 
have this problem, but the independent components have a lower noise 
than the original acquisitions. For ICA, the noise at each particular 
frequency can be determined by resampling with the JackKnife (Miller 
1974) method, but in order to aid comparison an identical noise 
estimation procedure for all motion-rejection algorithms is preferred. 
Since there are no metabolite signals between 8 and 9 ppm, this part of 
the spectrum is used for estimating the noise. The standard deviation of 
the final signal is determined over this frequency range, which does not 
depend on the number of selected acquisitions. It is assumed that the 
signal is constant in this part of the spectrum and that the noise is 
independent of frequency. 
For the Signal-to-Noise Ratio (SNR) and signal analysis, the signal is 
regarded as the peak height of the three main metabolite peaks, N-acetyl 
aspartate at 2.02 ppm, creatine at 3.04 ppm and choline at 3.24 ppm. 
Both mean peak height and average SNR of these three peaks were 
calculated for each dataset. In order to be able to compare between 
subjects, both signal and SNR were normalized by the values for the 
mean filtered signal. The algorithm with both the highest signal and 
highest SNR is considered as the optimal algorithm. Since position 
change is a source of erroneous measurements and causes simultaneous 
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broadening and lowering of peaks, the area under the metabolite peak is 
not a proper measure of the quality of the measurement. 
Acceptance percentage for each algorithm and each dataset was defined 
by the number of single data points that were not rejected by the 
algorithm as a percentage of the total number of data points. The total 
number of data points equals the number of repetitions times the number 




The first dataset of the healthy volunteer had 48 comparable spectra and 
the ICA algorithm found only one component, as is expected for a 
dataset without motion. The effect of (instructed) motion on the other 
two datasets of the volunteer was comparable. Figure 3.2 shows the 
spectrogram (top panel) and the coefficients for the components (bottom 
panel) of the second dataset, where the healthy volunteer was instructed 
to move his head at certain times. The influence of head movement is 
clearly seen in the spectrogram, and ICA components describe the 
different periods. A typical result for measurement of a preterm infant 
that has been hampered by motion is shown in figures 3.3 to 3.7. The top 
panel in figure 3.3 shows the spectrogram for short echo time, and the 
bottom panel shows the coefficients for the components in the ICA 
algorithm. Figures 3.4 and 3.5 show the final spectra between 2.8 and 3.5 
ppm for all algorithms for an 8 mL voxel with short echo time (figure 
3.4) and long echo time (figure 3.5). Figure 3.6 shows the entire short-
echo-time spectrum. The noise is estimated from the signal between 8 
and 9 ppm, since there are no metabolite signals there. Figure 3.7 shows 
the short-echo-time spectrum around the residual water peak and the 
removal of a water peak erroneously displaced by subject movement. 
Both peak heights and SNR for the three main metabolite peaks behave 
comparably, so only the average signal and SNR for the three metabolite 
peaks are discussed, and referred to as “the signal” and “the SNR”. The 
SNR of the mean filtered spectra ranged from 8.4 to 54.3, and was 
highest for the 8 mL voxel with short echo time and lowest for the 3.4 
mL voxel with long echo time. The SNR was (mean ± standard 
deviation) 29.9 ± 8.3 for the 8 mL voxel with short echo time and 15.1 ± 









Figure 3.2: The spectra of 48 acquisitions of an 8 mL voxel with an echo time of 30 ms 
for a healthy volunteer (top panel). The volunteer was instructed to move his head 2-3 
cm continuously from the left to the right at acquisitions 18-19, and 32-34. Each 
spectrum is shown as a row using the grayscale for the log of the magnitude of the 
signal intensity in arbitrary units (a.u.). The residual water peak at 4.7 ppm is clearly 
visible, as are metabolite signals at the right hand side of the water peak. In the bottom 
panel, the coefficients for the ICA components for the spectra are shown. A grayscale is 
used to show the amplitude of the coefficients in a.u. The three periods without 
movement are mainly described by a single component for each period (component 2-3-
1), while the spectra during head movement are described by a combination of all four 
components. 




Figure 3.3: The spectra of 48 acquisitions of an 8 mL voxel with an echo time of 30 ms 
for a preterm infant (top). Acquisitions number 33 and 34 are likely to be corrupted by 
motion, while acquisitions 35 to 48 are likely to be measured at another position (the 
spectrum is slightly shifted) and should be rejected. In the bottom panel, the coefficients 
for the ICA components for the spectra are shown. In this case the most frequent 
dominant component is component 3, and it is interpreted by the ICA algorithm as the 
undistorted component. Components 1 and 2 describe acquisitions 33 and 34, which 
are interpreted as motion corrupted, see top panel. Components 4 and 5 describe the 









Figure 3.4: A part of the zero-order phase-corrected spectrum for a 30 ms echo time 
after motion rejection with the creatine peak at the right and choline peak at the left. 
On the left shoulder of the choline peak the myo-inositol resonance at 3.28 ppm is 
visible. The curves illustrate the performance of the different algorithms, mean, ICA, 
median, pointwise outlier identification (pointwise OI) and outlier identification (OI). It 
is clearly seen that the median improves the signal, and that in this case pointwise OI 










Figure 3.5: Graph similar to figure 3.4, but based on data acquired with an echo time 
of 144 ms. It is seen that the median improves the signal, that pointwise OI performs 









Figure 3.6: Entire water-suppressed spectra acquired with an echo time of 30 ms for 
the same subject as in figure 3.4. The residual water peak at 4.7 ppm is clearly seen. 
Peaks in the mean signal (green) at 5.0 and 4.8 ppm originate from the residual water 
signal and subject motion. The top figure shows all spectra on top of each other. The 
bottom figure shows the spectra vertically separated from each other. 
 




Figure 3.7: The 1.4 ppm frequency range around the residual water peak acquired with 
an echo time of 30 ms for the same subject as in figure 3.4. The residual water peak at 
4.7 ppm is clearly seen. Peaks in the mean signal (green) at 5.1 and 4.8 ppm originate 
from the residual water signal and subject motion. All motion rejection algorithms 
remove these erroneous water peaks, except the outlier identification with multiple 




The Signal and the SNR relative to the signal, as well as the SNR of the 
mean of all repetitions (both defined as 1) for all motion-rejection 
algorithms with and without non-motion-distorted acquisitions are 
shown in table 3.1. The acceptance percentage, defined as the percentage 
of the data points that is accepted by the algorithms described in the 
methods section, is shown in the last column. The values for the subset 
of the datasets where ICA detected more than one component are given 
in brackets. The values for the signal, the SNR and the acceptance 
percentage in table 3.1 are averaged over all datasets. All motion-
rejection algorithms improve the signal and remove movement artifacts. 
The results for the dataset of the healthy volunteer, see figure 3.2, were 
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Table 3.1: The mean signal (here “signal” is defined as the average height of the NAA, 
Cho and Cr peaks), SNR and acceptance percentage for all datasets. Between brackets 
the values for the subset of datasets where ICA detects more than one component, i.e. 
with motion artifacts, are shown. Signal and SNR are stated relative to the signal and 
SNR of the mean of all acquisitions. 
 
 
Method   Signal  SNR  acceptance percentage 
mean   1  1  100 
median   1.030 (1.036) 0.849 (0.866) 100 
pointwise OI  1.066 (1.082) 0.739 (0.758) 85.3 (84.8) 
OI   1.069 (1.106) 0.939 (0.948) 75.7 (70.6) 
ICA mean  1.114 (1.201) 0.950 (0.912) 75.4 (56.7) 
ICA all components 1.100 (1.178) 0.976 (0.957) 75.4 (56.7) 
ICA main component 1.088 (1.158) 0.970 (0.945) 75.4 (56.7) 
 
 
Both the signal and the SNR were statistically tested bilaterally between 
all methods with a paired, double-sided t-test. Apart from the difference 
in the signal for the two outlier identification methods (point wise OI and 
OI), all the differences in the signal and the SNR in table 3.1 are 
significant (p<0.05) for all datasets. 
 
3.5.1 ICA and components 
 
138 out of 243 subject spectra (each containing 48 acquisitions) 
contained more than one component. So in 105 subject spectra the ICA 
algorithm finds only one component, and identifies differences between 
this component and the measured signal as noise. The calculated 
probability of having estimated the correct number of components was 
less than 100% for 30 of these patient spectra (ranging from 50 to 99%). 
Of the 138 spectra with more than one component, 43% of the 
measurements were rejected. The average number of components was 
3.2 (range 1-12, the maximum number of components was set to 12) for 
all measurements and 3.6 (range 2-12) for the motion-distorted 
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3.6 Discussion and conclusion 
 
Motion compensation of SVS spectra of non-anesthetized infants and 
other moving patients is necessary. The effect of motion on the 
spectrogram of the healthy volunteer in figure 3.2 showed that spectra 
are corrupted during motion and that the frequency of the metabolite 
peaks is shifted after motion due to a change of voxel position. During 
motion of the healthy volunteer, the water peak was reduced while it was 
increased in the preterm infant. A signal loss as seen in the volunteer 
spectrum is expected due to imperfect refocusing when motion happens 
during the spin-echo period of the sequence. A signal increase as seen in 
the infant spectrum is expected when the water suppression is 
compromised by movement. The proposed methods detect and 
compensate both effects. 
Visual inspection of the spectra indicates higher signals and better 
spectral resolution for all the motion-rejection algorithms. In practice it is 
not possible to visually appreciate the noise properties of the algorithms, 
for instance by observing the signal where no metabolite peaks are 
present in figure 3.6. Visual inspection also indicates that the ICA 
methods are better at suppressing the signal just next to the metabolite 
peaks and that median filtering does not completely remove the influence 
of outliers, resulting in a lower signal at the metabolite peaks. 
Because motion is likely to reduce the peak height, the signal and the 
SNR are reasonable measurements for the performance of the 
algorithms, although since true metabolite concentrations are not known, 
the true performance is not known. Simulations could be performed to 
address the issue of the true performance of the algorithms. 
If SVS with a relatively large voxel of more than 1 mL is used to 
measure a “global” metabolite concentration, small changes in which the 
voxel stays within the same tissue of interest are less relevant than in the 
case where a small voxel is used and a spectrum at a specific position, 
e.g. the hippocampus, is required. In the latter case it is advisable to 
perform a localizer scan before and after the spectroscopy measurement 
in order to ensure that the voxel position is not changed, even though the 
acquired spectra are not noticeably different. If the exact voxel position 
is very important, the selection of the ICA component can be altered by 
identifying the undistorted component as the dominant component of the 
first acquisition instead of the most frequent dominant component. In this 
way the ICA algorithms reject acquisitions that differ significantly from 
the first acquisition. It is also possible to reject all acquisitions after the 
first detected movement. On the other hand the selection of the 
acquisitions in the ICA method only accepts acquisitions which differ by 
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the ICA-identified noise, which indicates that the underlying noiseless 
spectrum is unchanged by motion, and that the head has therefore 
probably returned to the original position after motion. 
Quantitative evaluation shows that median filtering results in a 
considerable improvement of the signal and compensation for 
movement-distorted spectra. However, it does not perform as well as the 
other methods, and the SNR is reduced by more than 15% compared to 
the uncorrected mean signal, although the mean signal may, however, be 
corrupted. A combination of order-statistics filters such as All-Rank 
Selection Order-Statistics filtering (Slotboom 2007b) might reduce noise 
and outlier sensitivity compared to median filtering, but this has not been 
shown.  Pointwise outlier identification has even lower SNR, but slightly 
better signal amplitude compared to the median filter. Outlier 
identification with connection between the consecutive Fourier 
components did not give this SNR loss and restored the signal well. The 
relatively conservative p-value for the pointwise outlier identification 
method is necessary, as otherwise too many measurements will be 
excluded. The outlier identification method with multiple comparisons, 
however, needs a slightly higher p-value in order to reject enough 
measurements. 
The resulting noise depends on the algorithm and it increases if the 
number of accepted acquisitions n is lower. The signal is increased if the 
motion-distorted acquisitions are rejected, and the SNR is reduced less 
than expected from the increase in noise only. In general the noise in the 
median is higher than the noise in the mean. For normal distributions this 
is approximately 25%. The SNR is only 15% lower for the median and 
this is due to the fact that the median recovers the signal better than the 
mean. As an estimator, the median is more sensitive to noise, and 
therefore it is probably better to identify the outliers, reject them, and 
calculate the mean of the remaining data. Outlier identification with 
multiple comparisons performs better than the median, but the pointwise 
outlier identification method does not. This is probably because of the 
noise sensitivity of the (pointwise) outlier detection itself. 
The advantages of ICA compared with the other methods are that no 
arbitrary thresholds need to be set, that both the resulting signal and the 
SNR are best, and that it provides a possibility to identify outliers 
without ignoring connections between consecutive Fourier components. 
Another advantage of the ICA methods is that they make it possible to 
accept all the measurements if just one component is considered as most 
probable, for instance if the patient does not move. Also the range of the 
acceptance-rate-defined percentage of the measurements which are not 
rejected indicates larger flexibility. The standard deviation of the 
3.6 Discussion and conclusion 43 
 
 
acceptance rate considering both movement-distorted and undistorted 
data for ICA was 25%, while it was 11% for outlier identification and 
only 1.5% for pointwise outlier identification. The latter is explained by 
the influence of the majority of the Fourier components, where no 
metabolite signal is present. The difference between the three versions of 
the ICA method was small. Using ICA only to identify movement-
distorted acquisitions, and then taking the mean of the remaining 
acquisitions gives the highest signal. On the other hand, taking the mean 
of signals reconstructed with the main or all components showed slightly 
better SNR. 
In the case of a short movement, it is possible that the first few 
measurements after the movement are transients due to history effects in 
the spin system. ICA will describe this transition with two or more 
components. Hereafter the measurement is described with one 
component, different from the component found before movement, 
unless the subject returned to the original position. 
Independent Component Analysis (ICA) instead of the better known 
Principal Component Analysis (PCA) is used, because the latter 
maximizes the explained variance for each component, i.e. minimizing 
the mean square error of approximating the data, whereas ICA seeks 
independent components. In the case of a measurement with some 
motion-distorted acquisitions, PCA finds a mixture of all acquisitions for 
the first and other components (often after the mean has been 
subtracted), and because of the large deviations in the motion-distorted 
acquisitions, the uncorrelated principal components will be mainly 
determined by distorted acquisitions. This gives no opportunity to 
identify the motion-distorted acquisitions, while ICA finds the 
undistorted acquisitions as one independent component, and one or more 
components for the motion-distorted acquisitions. A possible limitation 
of ICA is that it cannot detect a scaling of the entire spectrum, but since 
this in practice never happens, it is not a problem. ICA does detect 
changes in the relative scaling of the metabolite peaks and frequency 
shifts. 
Subject movement will cause the signal values to have a bi- or 
multimodal distribution. Independent component analysis will find one 
of the relative maxima, while this is not the case for the mean and 
median filtering. Outlier identification could find a relative maximum, 
but only if the other maxima are identified as outliers, which typically is 
not the case. 
Phase-coherent averaging after motion rejection will probably increase 
the SNR even more, but caution is necessary, since it can potentially 
introduce a bias (Helms 2001). In this study no phase-coherent averaging 
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was applied, because only the performance of the motion rejection 




Subject movements cannot be ignored in certain patient groups and they 
need to be compensated for. This can be done by storing the individual 
SVS acquisitions and identifying and rejecting the acquisitions distorted 
by subject movements followed by phase correcting (and optionally 
frequency shift compensating) the individual remaining acquisitions 
before averaging. It is strongly advised to implement a procedure to 
detect subject motion. A first implementation of motion rejection in 
clinical practice could be to monitor the difference between the mean and 
the median and compare this with the estimated noise. If the difference is 
significant, the median instead of the mean should be used, or outlier 
identification or ICA analysis could be applied to the dataset. 
Fully automated ICA analysis proved to be the most powerful and 
reliable tool for movement identification and rejection. In this study the 
signal increased by 20% for the subject-movement-distorted data, 
keeping the SNR as high as 91% of the SNR of the mean signal and 
keeping the undistorted patient data unaffected. 
 
3.7 Metabolite ratios in preterm born infants 
 
Motion correction with ICA was applied to the data of the previously 
described cohort study of infants. Single voxel proton spectroscopy was 
used to compare brain metabolite ratios between prematurely born 
infants at term age and regularly born infants (controls). Epidemiological 
studies have correlated infection in pregnancy and damage to the 
immature brain (e.g. Dammann 1997). It was hypothesized that a 
significant number of prematurely born infants have funicitis 
(inflammation of the umbilical cord) resulting in increased Lactate levels 
in the brain. 
Lactate is elevated in preterm born infants at term with White Matter 
Disease (Robertson 2000). It was hypothesized that inflammation and 
hypoxia-ischemia might be concomitant factors resulting in lactate 
accumulation (or increased Lactate levels) and decreased NAA levels in 
prematurely born infants at term age. 
  





A PRESS sequence with water suppression, echo times of both 30 and 
144 ms and a repetition time of 2 s was used. The data was corrected for 
motion artifacts with independent component analysis, where the motion 
distorted acquisitions were rejected before averaging. Spectra were first 
point phased, zero-filled and frequency calibrated with NAA, Cr and 
Cho. Identical measurements without water suppression were used as 
peak shape references after adjustment for frequency and T2 literature 
value. The real part of the signal was fitted with regression with these 
metabolite peaks using the peak shape’s second derivative for peak width 
correction. The area under the peak is proportional to the metabolite 
concentration. The frequency position of the individual peaks was fitted 
with a peak position finding algorithm.  Amongst others the singlets 
NAA (2.02 ppm), Cr (3.04 ppm), Cr2 (3.94 ppm), Cho (3.22 ppm), Glx 
(3.77 ppm), Ins (3.54 ppm) and the doublet Lac (1.33 ppm with J=6.94 
Hz) were fitted. Peak positions were fitted independently. 
Spectra were collected for 20 controls and 67 subjects resulting in usable 
data for 17 controls and 50 subjects. All the subjects were scanned at a 
postmenstrual age of 40 weeks. The prematurely born infants had a 
gestational age between 27 and 34 weeks. Both umbilical cord and 
placenta were investigated for signs of inflammation. Inflammation of 
the umbilical cord was regarded as funicitis.  
An 8 mL cubic voxel was placed in the posterior periventricular white 
matter, by the posterior horn of the lateral ventricles (randomly right or 
left side). Also, a 3.4 mL cubic voxel was placed at the level of the basal 
ganglia and thalami (randomly right or left side). In order to distinguish 
between concentration changes and T2 changes the data was analyzed for 
both echo times, and the ratio between the short and intermediate echo 
time peak area for each metabolite and subject was determined. 
Metabolite ratios were calculated, since the calculation of absolute 
metabolite concentrations amongst others require precise knowledge of 
relaxation times. Since some metabolites are detectable at both echo 
times a rough estimate of the transversal relation time could be obtained, 












There were no significant differences in the ratios for the two subject 
groups between short and intermediate echo time for the metabolites 
detectable at both echo times. This means that changes in ratios at one 
echo time reflect changes in concentration. 
No significant changes in Lactate ratios and NAA ratios were found. The 
hypothesis of both funicitis and hypoxia-ischemia was not supported by 
the data. Funicitis (inflammation of the umbilical cord) was only found 
in 4 subjects. 
Choline/Creatine ratios were significantly different between the subject 
groups, whereas (Robertson 2000) did not find significant differences in 
Cho levels in subject with on MRI visible WMSH (white matter signal 
hyperintensities). In table 3.2 the Cho/Cr ratios with a significant (double 
tailed p-value<0.05) difference are given. The mean value of the 
statistical control group is stated between brackets. For the last three 
colums the control group is the part of the preterm infant group that does 
not have WMSH, chorioamnionitis or funicitis, respectively. 
Standard deviation of the Cho/Cr levels is typically less than 0.2. 
Cho/NAA results are similar to Cho/Cr results.  
 
 
Table 3.2:Cho/Cr levels at 144 ms for the different subject groups. 
 
Cho/Cr Controls premature WMSH chorioamnionitis funicitis 
8 ml 2.27 1.79 (2.27) 1.69 (1.81) - 2.01 (1.77) 
3.4 ml 1.90 1.42 (1.90) - 1.52 (1.40) 1.57 (1.39) 
 
 
Ins/Cr ratios were lower in premature born infants compared to controls 
0.52 vs. 0.70 (TE=30 ms, p=0.05) and 0.22 vs. 0.32 (TE=144 ms, 
p=0.003) respectively. Glx/Cr was significantly (p=0.03) lower in 
prematurely born infants compared to controls, 0.76 vs. 1.04 (TE=30 
ms). Ins/Cr ratios were higher in the 3.4 ml voxel in subjects with 
funicitis compared to prematurely born infants without funicitis, 0.82 vs. 
0.52 (TE=144 ms, p=0.025). 
Since there is no significant T2 effect, the decreased Choline-levels likely 
indicates delayed or poorer quality of myelination in preterm infants (not 
seen on MRI), even in preterm infants at term without brain lesions. This 
may indicate a detrimental effect of the extra-uterine environment on 


















This chapter explains the basic principles of Single Photon Emission 
Computer Tomography. A description of the basic principles can also be 
found in Webb (1998) and details about nuclear physics can be found in 
Krane (1988). 
 
4.1 Basic principles of SPECT 
 
Single Photon Emission Computer Tomography (SPECT) is one of the 
two main imaging techniques applied in nuclear medicine. Both Positron 
Emission Tomography (PET) and SPECT are based on the emission of 
gamma photons inside the body of the patient. In nuclear medicine the 
source of the measured signal is inside the subject, while in other 
imaging techniques as e.g. computer tomography (CT) based on the 
absorption of X-rays the source is outside the subject. CT is based on 
transmission while SPECT and PET are based on emission. 
There are two main differences between SPECT and PET. In PET a 
positron is emitted which within a few millimeters annihilates with an 
electron into two photons of 511 keV travelling in opposite directions. In 
SPECT only one photon is emitted and the energy of the photon is 
typically between 100 and 200 keV. By the simultaneous detection of the 
two photons in PET the events can be assigned to a line of response in 
the scanner and in this way spatial information for calculation of the 
activity distribution is provided. In SPECT only one photon is emitted at 
a time and spatial information has to be obtained by the use of a lead 
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collimator containing parallel holes providing a line of response for each 
photon at the cost of absorption of photons in the collimator. 
Other imaging techniques such as X-ray CT, Magnetic Resonance 
Imaging (MRI) and ultrasound are dedicated to anatomical details of the 
human body. SPECT and PET image radio-pharmaceutical distributions 
which provide functional information of the organ or metabolic process 
of interest. In nuclear medicine subjects are injected with radio-
pharmaceuticals and the distribution of them is determined by blood flow 
and metabolic processes. SPECT and PET both have their pros and cons. 
The labeling of pharmaceuticals in PET is often done with isotopes with 
a low atomic mass as oxygen, carbon and fluor (but also possible with 
iodine-124, rubidium-82), while labeling in SPECT is done with isotopes 
with a higher atomic mass as iodine, technetium and thallium. 
 
4.1.1 The gamma camera 
 
In SPECT a gamma camera, which also is called an Anger-camera, is 
used for the detection of the emitted photons coming from the radio-
pharmaceuticals. A gamma camera consists of a collimator, a large-area 
NaI(Tl) crystal, a light guide for optically coupling the photo-multipliers 
to the crystal and circuits for position encoding and pulse-height 
analysis. The entire camera is surrounded by a lead shield to prevent 




Figure 4.1: Schematic view of a gamma camera, showing only its basic components. 
 
Most SPECT systems now-a-days consist of several gamma cameras 
mounted on a frame in a such a way that they can rotate around the 
patient. By acquiring planar images at a sufficient number of angles 
around the patient, the data required for the calculation of the distribution 
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of the source activity is obtained. Scintillation crystals are incapable of 
determining the direction of the incoming photons, and therefore SPECT 
systems are provided with a collimator. A collimator is usually a slab of 
lead with several ten thousands of holes which covers the entire detector 
surface. Most of the photons will be absorbed by the lead. Only the 
photons that travel through the holes of the collimator without entering 
the lead will be detected. The direction of these photons is defined by the 
direction of the hole in the collimator, and this information is essential 
for the reconstructing of the distribution of the source activity. 
Unfortunately, this information is obtained at the cost of a tremendous 
loss in the detected number of counts. The geometric efficiency of a 
collimator is typically 0.02-0.05 % meaning that only this fraction of the 
emitted photons will be detected. Collimation is the main reason for the 
poor count statistics in SPECT. 
 
4.1.2 Scintillation detection 
 
Scintillation detection is the main technique for the detection of gamma 
photons. It is based on the emission of visible or near-visible light in the 
scintillation crystals when energy is absorbed from ionizing radiation. 
This emission of light is a result of the inelastic collisions of the 
secondary electrons with other atomic electrons. At the photocathode of 
the photo-multiplier tubes (PM tubes) light is converted into 
photoelectrons. These electrons are amplified and converted into 
electrical pulses. For many inorganic scintillation detectors the light 
emission is proportional to the energy deposit in the material enabling 
the determination of the energy of the photons, see figure 4.2. Energy 
resolution is typically 10-15% at 100-200 keV. This enables a rough 
discrimination between unscattered (primary) photons and photons, 
which have scattered and lost energy. A photo peak or imaging energy 
window is applied with a width of typically 15-20% of the photo-peak 
energy and its center is normally chosen at the energy of the photon.  
 
  









The optimal method for collimation depends on the study and depends 
on the size of the field of view (FOV), the radionuclide in the 
radiopharmaceutical and the associated dose. Geometrically there is a 
choice between parallel-hole, pinhole and converging multihole 
collimators. The last two are used for smaller objects and have improved 
sensitivity and resolution. Fanbeam and cone beam collimators are 
examples of converging multihole collimators. Parallel hole collimators 
are most widely used, because this collimator is suitable for most studies 
and it allows fast reconstruction techniques. Spatial resolution Rc of the 
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with z the source collimator distance. The spatial resolution expressed in 
mm increases with increasing source collimator distance. There is a 
trade-off between resolution (smaller holes) and sensitivity (larger 
holes). There are also demands to the wall thickness of the holes. Ideally 
speaking it should not be possible for a photon to enter a neighboring 
hole by penetration of the hole wall. The thickness of the hole wall is 
called septal thickness. The design of the collimator also depends on the 
energy of photons. Photons with a higher energy need a higher septal 
thickness for effective collimation. For radio-isotopes that emit a 
significant amount of high-energy photons the septa needs to be thicker 
in order to prevent penetration of the collimator and contamination of the 
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energy spectrum, or alternatively a correction for the high-energy 
photons need to be applied. 
 
4.1.4 Poisson statistics 
 
Photons emitted by the radio-pharmaceuticals in the subject are 
described in good approximation by Poisson statistics. The probability p 






n −= ,      (4.2) 
 
here N is the expectation value of the amount of counts. The variance or 
the squared standard deviation is given 
 
Nnnn =><−>≡< 22)var( .     (4.3) 
 
The Poisson distribution in equation (4.2) can be approximated for large 


















The gamma-camera measures projection data for each slice, where the 
slice direction is defined in the direction of the axis of rotation. For each 
position on the camera head the intensity, i.e. the measured amount of 
counts, comes from a projection line perpendicular to the camera surface, 
see figure 4.3. A three dimensional distribution of the activity can be 
calculated from the projections by tomographic reconstruction using the 
inverse Radon transform. Johan Radon (Radon 1917) published a paper 
which explained how a real function of two real variables could be 
reconstructed from all its existing line integrals (the projection lines, p) 
in the ideal continuous case.  
 
  





Figure 4.3: Image acquisition in SPECT.  By moving the detector collimator complex 
(camera heads) around the object, multiple views are obtained and provide the primary 
data for image reconstruction.  
 
Radon’s theory is the basis of the well-known filtered back projection 
(FBP) algorithm which can be formulated (Webb 1998) as 
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Here F is the one dimensional Fourier transform, f  the spatial frequency, 
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This operator represents the accumulation of the projections that pass 
through the point (x,y). The back projection of just the projection data is 
a blurred version of the desired image. The reconstruction formulas 
above require all projections to be known. In practice only a finite set of 
projection lines is obtained and equation (4.5) and (4.6) need to be 
discretized. This means that the back-projection operator is approximated 
by summing the finite amount of angles and that it has to be mapped to a 
discretized Cartesian grid by an interpolation operator. In principle the 
ramp filter is not a well behaved function, but in the discrete case the 
ramp filter is band-limited by the maximum frequency of the discrete 
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Fourier transform. In the Filtered Back Projection algorithm, first the 
discrete inverse Fourier transform of the ramp filter with limited band-
width q is calculated. This filter function q is then convolved with the 
projection data for each angle. Finally this set of convolutions products is 
back-projected and mapped on the discretized Cartesian grid by 
interpolation. This was first desribed by Ramachandran and 
Lakshminarayanan (1971) and therefore the filter function q is known as 
Ram-Lak filter, see Webb (1998). 
Alternatively, backprojection and interpolation can be applied directly to 
the projection data resulting in a blurred back-projected image followed 
by a two dimensional ramp filter. This alternative method is called the 
back projection filtering algorithm. Because of the discretized version of 
the ramp filter with zero for the first frequency bin the mean level of the 
image is lost. However, by applying a non-zero value for the first 
frequency bin and keeping the original values for the ramp filter for the 
other frequency bins this can be corrected for. Because the filtering is 
performed after the back-projection, the back-projection filtering 
algorithm is more sensitive to aliasing by the finite resolution of the 
back-projection matrix, but this can be compensated by performing the 
back-projection in a higher resolution. However, Zeng (1995) showed 
that even with compensation for the mean level and aliasing the filtered 
back-projection algorithm is superior to the back-projection filtering 
algorithm. 
The Fourier transform of the projection data is decreasing with 
increasing spatial frequency and subsequently the signal to noise ratio is 
lower at higher frequencies (assuming Poisson noise=white noise). The 
ramp filter amplifies the higher spatial frequencies, which results in an 
amplification of the noise. Therefore a low-pass filter needs to be 
applied. Low pass filtering can be applied before and after 
reconstruction. Before reconstruction the low-pass filter can be 
incorporated in the Ram-Lak filter by calculating a modified filter 
function q by calculating the inverse Fourier transform of the product of 
the ramp-filter and a decreasing function (a low pass filter). This can be 
combined with low pass filtering in the slice direction if the low pass 
filter is applied on the Fourier transform of the projection data. This is 
called two dimensional pre-filtering. After reconstruction a three 
dimensional low pass filter can be applied on the entire reconstructed 
three dimensional dataset. A commonly used low pass filter is the 
Butherworth filter BW(f), which is defined by 
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Here n is the order of the Butterworth filter and fc is the so-called cutoff 
frequency. The higher the order the steeper the roll-off of the filter. 
Filtered backprojection is widely used because of its speed. Other 
reconstruction methods exist and the most important alternative today to 
FBP is statistical reconstruction with the expectation maximization 
algorithm (Lange 1984, Shepp 1982). Unlike the FBP method statistical 
reconstruction take the Poisson nature of the noise in the projection data 
into account potentially resulting in images with a lower noise than the 
FBP-reconstructed images. 
 
4.1.6 The cut-off frequency 
 
The cut-off frequency and order need to be chosen depending on the 
amount of noise in the projection data. An idea of a suitable cut off 
frequency can be calculated by analyzing the projection data in the 
frequency domain P. Since projection data pi follows Poisson statistics 
and the noise is frequency independent, the Poisson noise can be 
estimated from the noise in the DC component of the Fourier transform 
of the projection data P0. The squared noise N2 in the frequency domain 
is given by the variance, which is given by the total amount counts in the 





2 )var(      (4.8) 
 
The spatial system resolution (Full Width Half Maximum=FWHM) can 
be modeled by a Gaussian isotrop system resolution of 
xx σ⋅= 2ln8FWHM . Consequently the system resolution R(f) can be 
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with f the spatial frequency in cm. The frequency spectrum of a 
projection can then be found by multiplying the system resolution with 
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frequency spectrum of the object S(f) to be measured. An upper bound of 
the cut-off frequency can be found by the intersection of the frequency 
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Alternatively, the measured projection data, which includes noise N, can 
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A suitable cut-off frequency can then be found demanding that the 
applied low pass filter, see equation (4.7), has a certain value, e.g. 10 %, 
at this maximum frequency, i.e. BW(fmax)=0.1. 
It is important to stress that the cut-off frequency is determined for one 
projection angle and is not necessarily the same for all projection angles. 
The modeling of the system resolution with an isotrop Gaussian is an 
rather crude approximation. In practice the system resolution depends on 
the distance between object and collimator, see equation (4.1), but for the 
purpose of determining a reasonable cut off frequency equation (4.10), if 
the object is known, or alternatively equation (4.11) are reasonable 
estimates. The cut-off frequency depends on system resolution, the 
frequency spectrum of the object and the number of counts in the data.  
 
4.1.7 Photon matter interaction, attenuation 
 
Photons in SPECT typically have an energy between 100 and 200 keV. 
The emitted photons can interact in several ways with matter, but for this 
energy range three interactions are important (Krane 1988). Sometimes 
Rayleigh scattering is mentioned as well (Seibert 2005) and the four 
interactions are illustrated in figure 4.4. The interaction results in an 
attenuation of the photons and is the sum of four different mechanisms. 
 
Photo-electric effect 










A photon creates a electron-positron pair and the photon itself 
disappears. This process is only possible if the photon has at least two 
times the energy corresponding to the rest mass of an electron, i.e. 1022 
keV. 
 
Inelastic Compton scattering 
A photon scatters from a nearly free atomic electron, resulting in a less 
energetic photon and a scattered electron carrying the energy lost by the 
photon 
 
Elastic Rayleigh scattering 
The energy of the electron is raised temporarily without removing it from 
the atom. The electron returns to its previous energy level by emitting a 
photon of equal energy but with a slightly different direction. Rayleigh 
scattering has low probability compared to Compton scattering for 




Figure 4.4:  Four possible scenarios of the interaction of a photon with matter. (A) 
Primary photons do not interact with material. (B) Photoelectric absorption results in 
total removal of the photon with energy greater than binding energy of electron in its 
shell, with excess energy distributed to kinetic energy of photoelectron. (C) Rayleigh 
scattering is interaction with electron (or whole atom) in which no energy is exchanged 
and incident photon energy equals scattered photon energy with small angular change 
in direction. (D) Compton scattering interactions occur with essentially unbound 
electrons, with transfer of energy shared between recoil electron and scattered photon. 
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Photons in nuclear medicine do not have high enough energy for pair 
production, so the interaction is caused by the photo-electric effect and 
Compton scattering. Interaction with matter causes attenuation.  
For matter with low atomic number such as water and brain tissue the 
photo-electric effect is negligible compared to Compton scattering. In 
lead which has an atomic number of 82 the photo-electric effect is 
dominant. In figure 4.5 the first three interaction processes as a function 




Figure 4.5: The three photon matter intertaction processes and their regions of 
dominance (Krane 1988). The total attenuation factor is the sum of the photoelectric 




The previous described interaction processes result in attenuation of the 
primary photons. Attenuation is the result of the sum of all possible 
interactions. Attenuation along dimension x is described by a linear 
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Here I is the intensity expressed in the amount of counts per second at 
position x. The linear attenuation coefficient is in principle depending on 
the position x as the composition of the matter (tissue, bones and air in 
humans) in differs with position. This can written as 
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where the last equal sign holds for a uniform attenuation factor. Values 
for the attenuation factor depend both on the photon energy and matter. 
For brain tissue and 159 keV photons coming from iodine-123 the 
attenuation coefficient is 0.15 cm-1. This means that after 5 cm of brain 
tissue only 47% of the original intensity of the 159 keV photons is left. 
 
4.1.9 Chang’s attenuation correction 
 
Even if a uniform attenuation factor is assumed it is not straightforward 
to correct the reconstructed images for attenuation. Attenuation can be 
integrated in iterative reconstruction, since it is based on forward 
calculation of images to projection data. In the filtered back projection 
Chang’s attenuation correction (Chang 1978) is often used. Chang’s 
attenuation correction has the advantage that is does not assume a certain 
distribution of the activity in contrary to Sorenson’s attenuation 
correction (Sorenson 1974), where a uniform distribution along a 
projection line is assumed. Chang’s attenuation correction is a correction 
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where ϕ  is the projection angle and ϕl  the attenuation path length 
(distance from pixel to the edge of the attenuation object) for the 
projection angle. Even if the edge is known it is in practice a bit tedious 
to evaluate equation (4.14) directly, because the lines between the pixel 
position and the edge do not correspond with the discrete angles of the 
projection data. This means that if the data is evaluated at the edge 
determined under each projection angle equation (4.14) is evaluated with 
a different weight for the different angles. One solution is a 
parameterization of the edge which supplies a value for each angle. 
Another solution is to rewrite equation (4.14) in the following way: 
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where H refers to the area of the head. This equation can immediately be 
evaluated and approximated in sampled data with pixelsize d at grid x,y 
with djydix ⋅=⋅= , . However, this approximation is not possible in 
the origin, because r=0, there equation (4.15) needs to be calculated for 

























2  (4.16) 
Here the last integral is approximated for small values («1) of dμ . This 
is practically always the case, and the highest values for set-ups in this 
thesis are 15.0=μ cm-1 and a pixelsize of 2.33 mm yielding 035.0=dμ . 
 
4.1.10 Compton Scatter 
 
Photon matter interaction not only result in attenuation, but also in the 
appearance of photons with a lower energy. The energy of a photon after 
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Here γE  is the original energy of the photon, mc
2 is the rest energy of an 
electron (511 keV) and θ  is the angle of the scattered photon. Zero angle 
corresponds to no interaction. The energy loss is highest at an angle of 
180 degrees, called backscatter. Photons can scatter multiple times 
resulting in photons with a much lower energy than the primary photon. 
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4.1.11 High-energy photons 
 
Ideally the radio-isotope of the radiopharmaceutical emits mono-
energetic gamma radiation. In practice this is often not the case. The 
radio-isotope might emit both gamma photons with a lower and higher 
energy. Photons with a lower energy do not have a big influence. They 
are absorbed more than the primary photons and their energy lies beneath 
the imaging energy window. By scattering these low-energy photons end 
with an even lower energy. However, if the so-called dual energy 
window (DEW) correction scatter correction (Jaszczak 1984), and the 
unscattered low-energy photons have an energy just below the primary 
photons, the low-energy photons might have an influence on the final 
images. 
High-energy photons are more problematic, since they also loose energy 
by Compton scattering in the subject and the camera head. They can very 
well end in the imaging energy window and give rise to erroneous counts 
and consequently deteriorate the final images. This process is called 
downscatter, because the photons “move” from the upper to the lower 



















In this chapter downscatter correction in I-123 Single Photon Emission 
Computer Tomography (SPECT) by the subtraction of a second energy 
window from the imaging window with identical width is described. 
Others have performed this correction with a weight of one for the 
downscatter window. However, the second window needs to be weighted 
with a factor higher than one due to a broad backscatter peak from high-
energy photons appearing at 172 keV.  Spatial dependency and 
numerical value of this weight factor and the image contrast 
improvement of this downscatter correction was investigated. The weight 
factor was measured with a lead shielded I-123 point source inside and a 
non shielded I-123 point source outside the SPECT scanner. For 
comparison the weight factor was also determined in 5 healthy subjects 
and 5 patients in a dopamine transporter brain SPECT study with the 
PE2I-tracer. Contrast in the reconstructed images was measured as 
specific binding ratio of both the left and right striatum and as the count 
density ratio between a reference region in the brain and the count 
density outside the subject. After applying downscatter correction the 
measured specific binding ratio increased significantly for healthy 
subjects with typically more than 20%. It was shown that the weight 
factor despite identical window widths is higher than one. In clinical 
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5.1 Backscatter of high-energy photons 
 
Radioisotopes used for imaging with Single Photon Emission Computer 
Tomography (SPECT) like Technetium-99m typically emit photons with 
an energy between 100 and 200 keV that allows effective collimation by 
lead. Iodine-123 which has a primary photon energy of 159 keV also 
emits a significant amount of photons with a higher energy (abundance 
3.1%). The most important of these have a photon energy of 529 keV 
and an abundance of 1.4%, whereas the primary photons at 159 keV 
have an abundance of 83.4% (Kocher 1981). The high-energy photons 
are not well collimated but penetrate through the lead into the 
scintillation crystal (septal penetration). Also photons from the parts of 
the patient’s body outside the SPECT scanner may contribute by 
penetration through either the collimator or the camera shield. At 529 
keV in Sodium Iodide, Compton scatter is a far more likely process than 
photo absorption, and only a minor part of the counts will be located at 
the 529 keV photopeak. Because the high-energy photons are detected at 
a lower energy this process is called downscatter. The resulting spectrum 
is rather flat with little structure above the 159 keV peak, except for a 
weak and broad backscatter peak around 172 keV corresponding to 
photons passing the collimator and crystal without interaction being 
backscattered in the material behind and finally absorbed. Due to the low 
efficiency of collimators and the high probability of penetration, the 
erroneous counts coming from the high-energy photons (despite the 
much lower abundance) become a significant fraction of the observed 
signal at 159 keV, and subsequently the reconstructed SPECT images are 
deteriorated. The contribution of the high-energy photons depends on the 
type of collimator and is significant for Low Energy collimators 
(Dobbeleir 1999). The observation of a fairly constant energy spectrum 
above the 159 keV peak see figure 5.1a suggests that a correction can be 
estimated from a second energy window with identical width above the 
one used for imaging. Based on the implicit assumption of a flat energy 
spectrum the second energy window may just be subtracted from the 
imaging window before reconstruction (Small 2006, Kobayashi 2003, 
Motomura 1999). 
However, within the imaging window at 172 keV a broad backscatter 
peak coming from high-energy photons is present (Tanaka 2007). The 
fact that the so-called Compton edge at 358 keV coming from the 529 
keV photons is visible in the energy spectrum in figure 5.1a indicates 
that the contribution of the high-energy photons is significant. Therefore 
it is expected that the second energy window has to be weighted with a 
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factor slightly higher than one depending on the height of the backscatter 
peak. The impact of the energy window subtraction on the final images 
and the value of the appropriate weighting factor for the second energy 
window have been investigated in a brain SPECT-study and in 
experiments with an I-123 point source. 
 
5.2 Energy windows and imaging  
 
Measurements were performed with a triple head IRIX camera (Philips 
Medical, Cleveland, U.S.A.) fitted with parallel hole Low Energy 
General Purpose (LEGP) collimators (spatial resolution 8.5 mm at 10 cm 
distance to the collimator). Projection data was obtained in 128x128 
matrix size with an isotropic pixel size of 2.33 mm. 
Two energy windows both with a full width of 32 keV were set at 143-
175 keV for the primary imaging photons with corresponding raw 
projection data I (imaging) and 184-216 keV for the downscattered 
photons with projection data D (downscatter). In order to minimize the 
overlap of primary photons in the downscatter window the small energy 
gap between the two windows was chosen based on the properties of a 
Tc-99m spectrum (not shown). Downscatter corrected projection data  J 
was calculated with 
 
DIJ ⋅−= k ,        (5.1) 
 
where k is the spatially invariant weighting factor for the downscatter 
window. 
SPECT imaging of the subjects was performed by recording projection 
data at 120 fixed angles with an interval of 3 degrees with a non-circular 
orbit. The mean radius of rotation was 13.9 cm. Reconstruction of 
projection data with and without downscatter correction was performed 
in MATLAB 7.5 (Mathworks, Natick, Massachusetts, U.S.A.) in 
128x128 matrices (2.33 mm pixels and identical slice thickness) using 
standard filtered back projection (FBP) with a 3D low pass 4th order 
Butterworth postfilter with a cut-off frequency of 0.3 Nyquist (=0.64  
cm-1) and using first order Chang’s uniform attenuation correction 
(Chang 1978) with an empirical linear attenuation factor of 0.10 cm-1 for 
I-123 imaging without Compton scatter correction of the primary 159 
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5.3 Experimental determination of the weighting 
factor 
 
The weighting factor k in equation (5.1) was determined experimentally 
with an I-123 point source with 37 MBq activity, where the primary 
photons were “removed” by (I) shielding the source with 6 mm lead, 
efficiently excluding the 159 keV photons, and placing it inside the 
camera field-of-view (FOV), and by (II) placing a 6.3 L cylindrical water 
filled phantom with a diameter of 16 cm inside the scanner as a 
scattering medium for mimicking a subject and placing the unshielded I-
123 source outside the FOV, near the scanner axis, but 20 cm in front of 
the gantry.  
Camera angles in both experiments were positioned at 90 (collimator 
surface perpendicular to the floor), 210 and 330 degrees, and the 
weighting factor k was determined as the ratio of the total amount of 






k .       (5.2) 
 
The energy spectrum in figure 5.1b shows the contribution of the high-
energy photons for the lead shielded I-123 point source (method I) as a 
broad peak at 172 keV. This energy spectrum looks very similar to the 
spectrum of a Fluor-18 source (emitting mono-energetic photons of 511 
keV) in the SPECT-scanner with low-energy collimators. In method II 
some of the 159 keV primary photons scatter around 90 degrees in the 
water filled phantom and give rise to 121 keV photons, but the primary 
photons are effectively removed, see figure 5.1c. The broad backscatter 
peak of the high energy photons at 172 keV is less clearly visible in the 
latter case. 





Figure 5.1: Energy spectra of the detected photons from an Iodine-123 point source as 
measured by the SPECT-scanner. In the left panel (a) the spectrum of an unshielded I-
123 source is shown.  The Compton edge at 358 keV for 529 keV photons is visible. The 
photons with an energy of 159 keV are used for imaging. The middle panel (b) shows 
the energy spectrum for the I-123 source shielded with 6 mm lead. The broad peak at 
172 keV comes from backscattered high-energy photons. The right panel (c) shows the 
energy spectrum for the I-123 source placed outside the scanner. The peak at 121 keV 
comes from 90 degree Compton scattering of 159 keV photon in the object placed in the 
scanner. The peaks between 50 and 100 keV come from interactions with the electron 
shells of the collimator's lead. The imaging energy window is highlighted with yellow 
and the (higher) second energy window with cyan. 
 
5.4 The spatial dependence of the weighting factor 
 
In order to investigate the spatial dependence, pixelwise k-maps were 
calculated. Because the uncertainty in k depends on the number of counts 
which varies with position a z-score, which does not scale with the 
amount of counts, was calculated. With I and D the pixel value in the 
corresponding projection data I and D the z-score for each pixel was 
defined by the difference between the global k factor defined by equation 
(5.2) and the pixel value DIk =pixel  normalized by the theoretical 











≈−= σ  .     (5.3) 
 
Here the squared relative standard deviation (the relative variance) was 
calculated with reciprocal value of the number of counts (assuming 
Poisson statistics). The relative variance of the quotient DI  was 
approximated for small relative variances by adding the relative 
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variances of I and D. In order to detect significant outliers the 
doublesided p-value was calculated from z for every pixel based on the 
assumption that the data was normally distributed. Negative differences 
in equation (5.3) were indicated with a negative p-value. All pixelwise p-
values were corrected for multiple comparisons with the Bonferroni 
method by multiplication with a global scaling factor nPP n ≈−− )11/( , 
where P=0.05 is the overall significance level and n the number of 
pixels. For small P-values the scaling factor is approximately the number 
of comparisons. In this way a scaled p-value of 0.05 corresponds to a 
double sided 5% confidence value corrected for multiple comparisons. 
Since outliers have a low p-value pixelwise 1/p maps, where outliers 
have high intensity, are calculated. Pixelwise k-maps and 1/p-maps were 
investigated in different matrix sizes, because another balance between 
uncertainty and spatial resolution can reveal other outliers. Resolution 
was reduced by box filtering with a uniform kernel, i.e. adding the counts 
in the kernel area. In this way Poisson statistics is preserved at the 
reduced resolution. 
 
5.5 Subjects and evaluation of the downscatter 
correction 
 
The downscatter correction was investigated in human brain studies of 
the dopamine transporter binding in 5 healthy subjects and 5 patients. All 
subjects had informed written consent, the study was performed in 
accordance with the ethical standards of the Declarations of Helsinki and 
was approved by the ethical committee of Copenhagen and 
Frederiksberg (KF 12-009/04). 
An average intravenous bolus of 74.3 MBq (range 65.8-79.9 MBq) of 
[123I]PE2I (MAP-Medical Technologies Oy, Tikkakoski, Finland) was 
given, immediately followed by a constant infusion (mean 96.5 MBq; 
range 88.6-100.1 MBq) of [123I]PE2I for three hours. The Bolus/Infusion 
(B/I) protocol was similar in both healthy subjects and patients, with a 
bolus worth 2.7 hours (range 2.6-2.8 hours) of infusion (the B/I ratio). 
(Pinborg 2005, Ziebell 2007). Six SPECT acquisitions each of 10 
minutes duration were obtained between 120 and 180 minutes post 
injection and resulting in typically 3-3.5 million counts (range 2.4-4.2 
million counts) in the primary energy window for the summed 
acquisitions. The total amount of counts in the downscatter energy 
window was approximately 35-40% of the total counts in the primary 
window. Image quality after reconstruction with FBP and applying 
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Chang’s attenuation correction and 3D-postfiltering was evaluated as the 
contrast, defined as the ratio of the count concentrations in the Volumes 
of Interest (VOI), between the striatum and a reference region of the 
brain on the same slices, and the contrast between the intensity of the 
background outside the subject and the reference region. The latter two 
regions are expected to have a uniform intensity, but this is not the case 
for the regions with the striatum. Specific binding ratio (SBR) is used as 
a measure for striatal contrast, which has the advantage that it is a 
clinically known and familiar quantity.  The SBR is defined by the ratio 
of the specific striatal count concentration and the reference count 
concentration in the rest of the brain. Count concentrations are defined 
by VCc ≡ and measured in counts/mL with C the amount of counts and 
V the volume in mL. In order to minimize the subjectivity of drawing 
VOIs a method similar to the one developed by Tossici-Bolt et al (2006) 
was used.  Relatively large VOIs covering a larger volume than the 
striatum were drawn on every slice where the striatum was visible and 













cc ,   (5.4) 
 
where subscript S refers to the striatum, VOI to the volume of interest 
around the striatum, and subscript ref to the reference region. Identical 
VOIs were used for both reconstructions with and without downscatter 
correction. VOIs were drawn on reconstructed non-resliced images on 
each single slice, where the striatum was (or just not) visible.  A standard 
striatal volume of 11.2 mL was assumed (Bolt 2006), but this might be 
significantly different from the volume measured by a structural MRI-
scan due to individual variation (Koikkalainen 2007). Ziebell et al (in 
preparation) reported a variation of 36% in striatal volume measured 
with MRI of 8 subjects. So some caution is needed before interpreting 
the SBR-values determined in this way. However, in this study the 
improvement in SBR by downscatter correction is important, and since 
the striatal volume is a constant scaling factor in equation (5.4) it cancels 
in the calculation of the relative improvement in SBR. 
For comparison with the I-123 source experiments the weighting factor 
in each of the 10 subjects was determined by minimizing the background 
outside the subject. Since there should be no counts, neither primary 
photons nor scattered primary photons, outside the subject in the 
corrected projection data, i.e. J=0 in equation (5.1), the weighting factor 
can be determined by applying equation (5.2) using the counts in the 
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region outside the subject only. In order to assure the correctness of the 
assumption of no counts in the region outside the subject, the region for 
determining k was drawn at 3 pixels (=7 mm) (radially) from the edge 
(edge offset) of the head in the reconstructed image. The region selection 
was aided by an algorithm which finds the most outward placed crossing 
of a manually set threshold and the intensity for every projection angle in 
the sinogram. The threshold was tuned at the edge (this is used for 
Chang’s attenuation correction) and the radial distance to the centre was 
increased with the edge offset. The weighting factor k was calculated 
with equation (5.2) applied at the raw projection data. For one subject the 
edge threshold was varied in order to investigate the influence on k. 
Differences between subject groups were t-tested, and the stated p-values 
are calculated by standard two-tailed t-tests. For the independent t-test, 




By determining the ratio of the total amount of counts in the raw data for 
the three projection angles the weighting factor k was calculated with 
equation (5.2). The weighting factor was 1.123, 1.132 and 1.122 for the 
measurements with the lead shielded I-123 source in the scanner. The 
total number of counts in the primary window was 1.7, 1.1 and 1.7 
million counts. The uncertainty in k due to Poisson statistics was less 
than 0.002. The weighting factor determined for the I-123 source placed 
outside the scanner was 1.107, 1.109 and 1.115 for the three angles. The 
total number of counts in the primary window was 0.37, 0.39 and 0.24 
million counts. The uncertainty in k due to Poisson statistics was less 
than 0.003. 
Figure 5.2 shows the images from the imaging and downscatter window 
for the lead shielded I-123 source (upper row) and the I-123 source 
placed outside the scanner (bottom row) for the 90 degree angle of the 
camera head. The k-maps and  1/p-maps in figure 5.3 (I-123 in lead) and 
5.4 (I-123 outside the scanner) show almost no significant differences 
from the global value for k.  However, to the left of the k-map relatively 
far away from the source there might be a larger area with a somewhat 
lower value of k. This is also seen relatively far away from the source at 
the other two angles (not shown). In 8x8 matrix size this is also indicated 
by four pixels with a significant negative difference. 
Based on the experiments with the I-123 source a value of 1.1 for k for 
the reconstruction of the subject data was chosen. The results for the 
subjects are listed in table 5.1. For comparison with the I-123 source 
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experiments the weighting factor k was determined in the subjects by 
minimizing the background and ranged from 1.155 to 1.170 for healthy 





Figure 5.2: The raw projection data images acquired by placing an I-123 source 
shielded with 6 mm Lead in the SPECT-scanner (ab) and by placing the I-123 in front 
of the scanner (cd). Images are shown in a matrix size of 64x64. In the left column the 
raw projection data for the two source positions the imaging energy window (143-175 
keV) is shown. The right column shows the identical data, but for the downscatter 




The uncertainty in k caused by the limited amount of counts was 0.002 
for all subjects. The background in the image was effectively removed 
by the downscatter correction for all subjects. The contrast between 
background outside the subject and the reference region decreased from 
(mean +/- SD) 0.15 +/- 0.02 to 0.00 +/- 0.01. A t-test revealed a 
significant difference (p<0.005) between the SBR with and without 
downscatter correction for each striatum in healthy subjects. The 
difference in SBR was not significant (p>0.2) for the patient group. SBR 
for the healthy subjects increased with (mean +/- SD) (23 +/- 3) % and 
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(22 +/- 5) % for the left and right striatum, respectively. The relative 
SBR change in the striatum for patients ranged from -13.5% to 16.9% 
(left striatum) and from -10.0% to 20.2% (right striatum). Linear 
regression without intercept revealed a slope of (1.21 +/- 0.01) between 
corrected and uncorrected SBRs for all subjects and both left and right 




Figure 5.3: k-maps and 1/p-maps for the Iodine-123 source in lead. The top left image 
show (a) shows the ratio (k-map) of the two images of the two energy windows in a 
32x32 matrix size. In other image (bcd) 1/p-maps are shown in a matrix size of 64x64, 
32x32 and 8x8. The colour scale shows the value of k and 1/p for their respective maps. 
The p-values correspond to Bonferroni corrected double sided significance levels, and 









Figure 5.4: k -map and 1/p-maps for the Iodine-123 source placed in front of the 
scanner. The top left image show (a) shows the ratio (k-map) of the two images of the 
two energy windows in a 32x32 matrix size. In other image (bcd) 1/p-maps are shown 
in a matrix size of 64x64, 32x32 and 8x8. The colour scale shows the value of k and 1/p 
for their respective maps. The p-values correspond to Bonferroni corrected double 
sided significance levels, and a 1/p value of 20 corresponds to a significance level of 






Figure 5.5: Illustration of the edge detection in a healthy subject (subject 3). The left 
panel (a) shows the so-called sinogram for a slice. Vertically the tangential position 
and horizontally the 120 angles are shown. The right panel (b) shows the 
corresponding reconstructed slice. The edge is shown with maximum intensity (white). 
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Table 5.1: Results for the evaluation for 5 healthy subjects (1-5) and 5 patients (I-V).  
In the numerical fields where two values are separated by a slash the first value is 
without downscatter correction (k=0) and the second value is with downscatter 
correction (k=1.1). The percent symbol denotes the column with the relative effect in %  
of the downscatter correction. The last column shows the contrast between background 
and the reference region. Uncertainty due to the amount of counts in SBR is of the 
order of 0.1. 
 
subject k  SBR left  % SBR right %  Bg/Ref 
      
1. 1.159 6.17/7.35 19.2 6.14/7.07 15.1 0.162/0.008 
2. 1.168 9.22/11.03 19.7 8.76/10.43 19.0 0.134/0.006 
3. 1.170 10.14/12.61 24.4 9.72/12.28 26.4 0.152/-0.014 
4. 1.163 8.45/10.70 26.6 9.13/11.32 24.1 0.152/-0.013 
5. 1.155 9.25/11.46 23.9 7.91/9.93 25.6 0.133/-0.003 
I. 1.179 2.11/2.28 7.9 2.06/2.31 12.3 0.119/-0.013 
II. 1.174 3.99/4.66 16.9 5.50/6.61 20.2 0.117/0.004 
III. 1.180 1.43/1.23 -13.5 1.72/2.02 17.9 0.141/0.007 
IV. 1.181 5.30/5.69 7.3 4.38/4.50 2.7 0.155/0.004 




Figure 5.5 shows the edge detection in a sinogram and the corresponding 
reconstructed slice in a healthy subject. Figure 5.6 shows the determined 
weighting factor as a function of the edge offset. Figure 5.7 shows a 
reconstructed slice for a healthy subject with and without downscatter 
correction and the manually drawn regions of interest for determining the 
specific binding ratio and the contrast between background and reference 
region. Figure 5.8 shows an intensity profile though the left striatum of 
the healthy subject with and without downscatter correction. Figure 5.9 
shows a reconstructed slice for a subject V in table 5.1 with and without 
downscatter correction and the manually drawn regions of interest. In a 
typical patient study the amount of counts in the downscatter window is 
approximately 35-40% of the amount of counts in the imaging window 
comparable to the value reported by Du et al (2006). Downscatter (with 
k=1.1) and non-downscatter corrected images are visually comparable, 
but show improved contrast. Because of the energy window subtraction 
the mean amount of counts in the reference region, the background and 












Figure 5.6: The calculated weighting factor k as a function of the edge-offset. Within 
the object (offset<0) the assumption of no primary photon counts for the calculation of 







Figure 5.7: A slice of a reconstructed SPECT image for subject 3 (normal) in table 5.1. 
In the left panel (a) the regions of interest are drawn. The ROIs for the left stratium, 
right striatum, the reference region and the region outside the brain are drawn in 
yellow, cyan, magenta and red, respectively. In the middle panel (b) the reconstructed 
image without downscatter correction and in the right panel (c) the reconstructed 
image with downscatter correction are shown. Note the lower background and the 
improved contrast between the striatum and reference region. The amount of counts in 
the striata is slightly lower with correction, and the background outside the head is 










Figure 5.8: Intensity profile from front to the back of the head through the maximum of 
the left striatum of the healthy subject in figure 5.7. The solid line is without 
downscatter correction and the dashed line is with downscatter correction. Maximum 
intensity is close to be the same, but the intensities are lower in the brain regions 




Figure 5.9: A slice of a reconstructed SPECT image for subject V (patient) in table 5.1. 
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5.7 Discussion and conclusion 
 
Values for the weighting factor k for all experiments are between 1.1 and 
1.2. There was however a small difference between the three angles and 
two set-ups with the iodine source which cannot be accounted for by 
Poisson noise only. A possible explanation of this small variation is the 
uncertainty in the calibration of the camera heads, the noise in the 
electronics or a small distance and/or geometrical dependency of k. 
Possibly the fact that the 6 mm lead attenuates the photons coming from 
I-123 between 300 and 500 keV more than the 529 keV photons might 
also be a factor contributing to the difference. One of our a-priori 
assumptions was that the factor k is position independent, because there 
are no obvious mechanisms that could introduce a strong geometrical 
dependency. Inspection of the images in figure 5.3 and 5.4 indicates that 
the assumption of a spatially invariant weighting factor k holds 
reasonably. Relatively far away from the source the weighting factor k 
might be lower, but this is less important, as it is far away from the 
source position outside the central field of view. Figures 5.3 and 5.4 
show a fairly constant and identical value of k, even though the 
geometrical set-up is different. The amount of noise in the second set-up 
is higher especially in the upper part of the image due the low amount of 
counts. 
Slightly higher differences between the weighting factor determined by 
the I-123 source experiments and the subjects were found. Figure 5.6 
shows the dependency of k on the edge offset for a healthy subject. The 
determined weighting factor increased with decreasing edge-offset. 
Possibly the assumption of no primary photons close to the edge does not 
hold, resulting in a too high value for k. However, the value of k 
determined for the volume of stacked layers around the head between 3 
and 5 pixels edge offset was calculated as 1.245 +/- 0.009. Because of 
the distance to the edge the assumption of no primary photons counts 
holds, and this indicate that the k-factor is slightly higher for projection 
lines going through the head. This may correspond to high-energy 
photons backscattered in the subject and detected in the imaging 
window. In order to understand this dependency this could be 
investigated with a Monte Carlo simulation, which also might reveal the 
value of k for the position corresponding to projection lines going though 
the head. Source-detector distance dependency of the downscatter count 
rate has been reported before (Dobbeleir 1999, Small 2006), and if this 
distance dependency is energy dependent this might be an explanation of 
the distance dependency of weighting factor k. The significant difference 
in k between subjects and patients is small although significant. The 
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difference might be caused by the more uniform distribution of the 
activity in the brain in patients due to the lower activity in the striatum. 
In the case of scatter of the primary photons energy window subtraction 
can in principle be performed before or after reconstruction, since both 
primary and scattered photons are collimated (Jaszczak 1984). Since the 
downscattered photons are (almost) not collimated the assumption of 
perpendicular parallel projection lines is not valid. Reconstruction based 
on this assumption is therefore not possible, and subtraction of the 
downscatter energy window has to be performed before reconstruction. 
While the sinogram of the primary photons have a clear structure as in 
figure 5.5a the sinogram of the downscattered photons (not shown) has 
almost no visible structure, no edges and the intensity decreases slowly 
and smoothly with increasing radial distance from the center of the field 
of view almost without angular dependence.   
The contribution of the downscattered high energy photons depends on 
the type of collimator (Dobbeleir 1999), but since that is the case for 
both the photons in the downscatter window and the downscattered 
photons in the imaging window it is expected that the weighting factor 
for the downscatter multiplier is more or less independent of the chosen 
collimator type. 
SBR increases typically more than 20% for the healthy subjects, but not 
statistically significant for the patients due to the low values of SBR. The 
largely improved SBR for healthy subjects improves discrimination 
between healthy subjects and patients. The effect of the higher value 
(compared to one) of the weighting factor on the SBR is not really 
profound. In healthy subjects with an SBR of approximately 10 the SBR 
compared to the calculated SBR for k=1 is increased with 0.3 for k=1.1 
and 0.6 for k=1.2. The uncertainty in SBR due to the limited amount of 
counts is approximately 0.1 or less. 
Pareto et al (2003) used the difference between Tc-99m and I-123 as a 
measurement for the high-energy photons in their Monte Carlo 
calculations. This can in principle also be done in patients, but since the 
Tc-99m and I-123 contributions needs to be separated and since 
simultaneous dual isotope imaging is not without problems (El Fakhri 
2001) this is difficult to achieve in clinical practice. Two separate scans 
with the patient in the same position for each isotope would have to be 
performed. 
Contrast might be improved even more by applying a scatter correction 
for the primary photons, which might be included by one of more energy 
windows below the imaging window, as in the Dual Energy Window 
scatter correction for Tc-99m, (14) (later adapted for I-123 by Luo et al 
(1994)), or Triple Energy Window (TEW) scatter correction (1991). The 
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TEW correction might however be noise sensitive (Zaidi 2004). An extra 
complication is the contribution of downscattered photons to the scatter 
energy window. The weight for the downscatter window needs to be 
corrected (reduced) in this case, unless theoretical values based on 




Septal penetration of high-energy photons causes a reduced contrast in I-
123 SPECT images, if Low Energy collimators are used. A simple and 
effective way of correcting the raw emission data is to subtract data from 
a second (higher) energy window. This also improves the data quality for 
quantitative purposes. The constant factor for multiplication of the 
second energy window can be determined experimentally for a scanner 
set-up by using a lead shielded Iodine-123 source, or determined before 
reconstruction but after data acquisition by minimizing the background 
in the projection images in subject studies. The weighting factor is as 
expected slightly higher than one, which is the value expected for a flat 
downscatter energy spectrum and two energy windows with identical 
width. After subtraction of the energy windows the raw data can be 
reconstructed as usual. 
Correcting for high energy photons significantly improves the contrast 
between high and low count regions in the brain (regions of interest and 
reference regions). In the case of SPECT brain studies of the dopamine 
transporter with the PE2I tracer, the contrast, measured as specific 
binding ratio, is improved more than 20% in healthy subjects. 
As shown in this study the weighting factor for the high energy window 
based on the assumption of a flat backscatter energy spectrum is too low, 
therefore experimental determined weights for the high energy window 
are preferred. In clinical practice a spatially invariant weighting factor 
can be used with a value of k=1.1-1.2. However, analysis of the subject 
data might indicate a slightly higher value of k closer to the subject, i.e. 
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5.8 Combined scatter and downscatter correction 
 
As mentioned in section 5.7 contrast might even more improved by 
applying scatter correction for the primary photons. In I-123 SPECT 
Iodine-123 studies typically 30% of the total amount of counts comes 
from scattered imaging photons and typically 25% from downscattered 
high energy photons. 
One possibility to correct for scatter is by energy window subtraction. 
Both the Dual Energy Window (DEW) method as described in 
Jaszczak(1984) for Tc-99m and the Triple Energy Window (TEW) as 
described by Ogawa(1991) use this approach. The TEW method has the 
advantage that it also corrects for high energy downscattered photons. 
Motomura(1999), Small (2006) and others suggested the subtraction of 
an energy window with identical width placed just or slightly above the 
imaging window. A combined approach of DEW with this downscatter 
correction method (DEW+D) will be described. 
All the above methods assume either a flat or a linear downscatter energy 
spectrum, which is not entirely correct as illustrated in figure 5.1a. The 
downscattered photons have a broad backscatter peak at 172 keV close to 
the imaging photons with an energy of 159 keV, see figure 5.1b and 
Tanaka (2007). Therefore, it is expected that these methods 
underestimate the contribution of downscattered photons. 
An alternative method for the weighting of subtraction energy windows 
was developed and applied on the TEW method and the novel DEW+D 
method. The method was tested in a pilot study with a phantom. 
 
5.8.1 Energy window corrections 
 
In general correction methods based on energy subtraction can be 
formulated as 
 
....21 −⋅−⋅−= 21 WWIJ kk     (5.5) 
 
Here I is the projection image from the imaging energy window, W1 and 
W2 denote the correction windows, and k1 and k2 are the weights for the 
correction windows. J is the resulting corrected projection image, which 
can be reconstructed as usual. 
In the case of the Triple Energy Window (TEW) the scatter and 
downscatter are approximated by linear interpolation between two 
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narrow abutting energy windows around the imaging window. The 

















k ==     (5.6) 
 
where w indicates the width of the energy windows.  
In the Dual Energy Window (DEW) approximation scatter (S) is 
corrected by subtracting a window with identical width placed in the 
Compton part of the spectrum just below the imaging window weighted 
with an empirical value of 0.5 for 20% energy width imaging windows. 
If a flat downscatter energy spectrum is assumed combining DEW with 
the subtraction of a downscatter (D) window with equal width yields 
 
.15.0 == DS kk      (5.7) 
   
However, using these weights is not correct, since the scatter window 
also contains downscattered photons. To estimate the Compton part (C) 




















  (5.9) 
 
The scatter multiplier kS is not affected by the downscatter correction. 
  
5.8.2 Alternative determination of the weights 
 
In the above downscatter correction methods it is assumed that the 
downscatter energy spectrum is flat (Motomura’s downscatter correction 
method and DEW+D) or is linear (TEW). This is not entirely correct, 
since the downscattered photons have a broad backscatter peak at 172 
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keV. This means that weights determined in this way will be too low and 
not all the downscattered photons are corrected for. 
However, there is another experimental way to determine the weights. 
Keeping the scatter multiplier (k1 in this case) fixed and demanding that 
there should be no counts in the background outside the object the 








⋅−=⎯→⎯=⋅−⋅−= kkkk    (5.10) 
 
The bar above the images denotes the mean of the pixels in the 
background outside the object. This equation holds for weights that are 
not position depended, such as the universal scatter multiplier in DEW 




Phantom measurements were made on a 3-headed IRIX camera (Philips 
Medical, Cleveland) with Low Energy General Purpose (LEGP) parallel 
hole collimators and an orbit radius of 16.5 cm. The system resolution 
was 8.4 mm FWHM. Energy windows were set as in table 5.2. 
 
 
Table 5.2: Energy window settings in keV. 
 















In order to minimize the overlap of imaging photons in the downscatter 
window a small energy gap between these two windows was chosen. 
Projection data was recorded at 120 angles with an interval of 3 degrees. 
Reconstruction of images was performed in MATLAB 7.5 (Mathworks) 
in 128x128 matrices (2.33 mm pixels and identical slice thickness) using 
standard filtered back projection with a low pass 4th order Butterworth 
filter at 0.3 Nyquist (=0.64 cm-1), and using Chang’s uniform attenuation 
correction with an attenuation factor of 0.15 cm-1 with and 0.10 cm-1 
without scatter correction. Reconstruction was performed for the imaging 
window only, named Single Energy Window (SEW), DEW and TEW 
and with downscatter correction for SEW and DEW. 
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The cylindrical water filled Perspex phantom of 5.7 liter had an inner 
diameter of 19 cm and three cylindrical inserts of 0.27 liter each. The 
cylindrical inserts were filled with 74.5, 49.1 and 0 MBq and the 
background was filled with 249 MBq I-123. The calculated activity ratio 
between the two hot spots was 1.52 and the ratio between the hot spots 
and the background was 5.36 and 3.54.  The total amount of counts in the 




The determined weights for the downscatter windows are given in table 
5.3. Experimentally determined weights were calculated with equation 
(5.10) in the same way as shown in figure 5.5a.  
 
 
Table 5.3: Weights of the downscatter windows 
 
Weighting: kH (TEW) *Dk   kD  kS,D  
Theoretical 3.98 0.50 0.99 0.99 
Experimental 4.57 0.82 1.36 1.06 
 
 
Figure 5.10 shows the reconstructed centre slice for the phantom with a 
single energy window and with scatter correction with the dual energy 
window correction. Figure 5.11 shows the triple energy window 
correction with theoretical and experimentally determined weights. 
Figure 5.12 shows the Dual Energy Window scatter correction combined 












Figure 5.10: The reconstructed centre slice of the phantom data. In the left panel no 
energy window subtraction (SEW) is performed, and in the right panel scatter 




Figure 5.11: The reconstructed centre slice of the phantom data with the Triple Energy 
Window correction. In the left panel with theoretical weights and in the right panel with 
experimentally determined weights. Note the visible background outside the phantom 
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Figure 5.12: The reconstructed centre slice of the phantom data with the Dual Energy 
Window scatter correction combined with downscatter correction. In the left panel with 
theoretical weights and in the right panel with experimentally determined weights. 
 
 
Visual inspection reveals more noise in the images with TEW, otherwise 
all images in figure 5.11 and figure 5.12 look comparable. Quantitative 
analysis was performed by determining the ratio between the hotspots 
and ratio between the hot spots and the background (bg) shown in table 
5.4. The ratios were determined by measuring a 1D profile in one slice 
through the phantom and the centre of the hot spots, where the border of 




Table 5.4: Ratios of the hot spots I, II and the background (bg) for the different 
methods 
 
Ratio true SEW SEW+D† DEW DEW+D DEW+D† TEW TEW† 
I/bg 5.36 3.44 4.10 4.22 4.68 5.07 5.19 5.38 
II/bg 3.54 2.37 2.74 2.82 3.10 3.32 3.56 3.68 
I/II 1.52 1.45 1.50 1.50 1.51 1.53 1.46 1.46 
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5.8.4 Discussion and Conclusions 
 
It was shown that the DEW scatter correction method can be combined 
with a downscatter correction. Weights for downscatter windows can be 
experimentally determined and are as expected higher than the 
theoretical values due the broad peak of backscattered high energy 
photons close to the energy of the imaging photons. For the TEW-
method experimentally a 15% higher weighting factor was found. 
Assuming that most of the counts come from the object the total amount 
of counts after energy window subtraction was 4% and 14% lower after 
applying the experimentally determined weights for the TEW and 
DEW+D method, respectively. The difference in the ratio between the 
hot spots and the background between the theoretical and experimental 
weights was 3-4% for the TEW method and 7-8% for the DEW+D 
method. The difference in weights did not influence the ratio between the 
two hot spots significantly. 
The ratios determined by the DEW+D† method are still a bit too low. 
This might be caused by a too low applied scatter multiplier. Luo(1994) 
showed that a scatter multiplier of 0.6-0.8 in stead of 0.5 might be 
appropriate for high activity regions in I-123 studies. Another reason 
might be that large angle and higher order scattering is included in the 
broad DEW scatter window, where this is not present in the imaging 
window. As can be seen from the TEW reconstructed images in figure 
5.11 the TEW method introduces even at this high count level extra 
noise. Therefore the DEW+D method might be preferred, despite that it 
does not mimic the scattered photons in the imaging window as well. 
It is most important to correct for both scatter and downscatter in I-123 
SPECT. Depending on the counts statistics the more noise sensitive and 
more correct TEW method or the less sensitive and less correct DEW+D 
method can be chosen. The use of experimentally determined weights is 



















During the project I discovered an important engineering rule of thumb 
for the acquisition and processing of medical scanner data: 
 
It is better to correct in an approximately correct way than not to 
correct. 
 





In MR SVS not the sum or mean of all acquisitions needs to be stored, 
but all acquisitions individually. The data can then be analyzed by the 
user or automated algorithms. A first improvement would be to store 
both the mean and median, since the difference between these two 
reveals the presence of outliers, and the median corrects (but not 
entirely) for outliers. 
 
SPECT scanners should have an automatic way to combine energy 
window with user defined weights during acquisition. This does not need 
the user interaction, which is required in the process of scatter and 
downscatter correction during post-processing, and will remove the 
hurdle of the intensive post-processing experienced by the users. 
  
 





Motion correction for MR SVS might be improved more by actually 
measuring movement of the subject in the MR-scanner. This could be 
done by three small perpendicular coils which give rise to a voltage, 
which is proportional to the flux change. The signal of these three coils 
can be transferred to the acquisition computer in the same way 
physiological data is sent. In the case of brain studies the three coils can 
be positioned on the head of the subject. This will also give the 
possibility to validate the performance of the in this thesis described 
motion correction algorithms. 
 
As described in this thesis the optimal cut-off frequency depends 
amongst others on the noise in the SPECT-images. As King (1997) 
already discovered a different filtering of the energy windows optimizes 
the trade-off between filtering and image quality. Instead of minimizing 
the normalized mean squared error (NMSE) the cut off frequencies can 
be determined in a way based on an understanding of the noise and 
spectral properties of the images as described in this thesis. 
 
The combination of downscatter and scatter with broad energy windows 
looks promising in the phantom study, and it will be interesting to see the 
performance on subject data, and compare this correction with the Triple 
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Mean, median, variance 
 
 
A.1 The influence of one sample on the median 
 
The median x~  is defined by the value of x where the cumulative 
distribution function D is 21 , which states that exactly half of the 
samples has a lower value than the median. The influence of one sample 
on the value of D is n21 . This gives the possibility the approximate the 
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where the derivative of the cumulative probability distribution is 
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A.2 The expected difference between mean and 
median 
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where ixΔ  and ix~Δ  are defined and approximated for large n by 
equations (3.1) and (3.2). For distributions with the same expectation 
value for mean and median and large n the expectation value of the 
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